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ABSTRACT
Miniature piezoelectric acoustic transducers have been developed for numerous
applications. Compared to other transduction mechanisms like capacitive or piezore-
sistive, piezoelectric transducers do not need direct current (DC) bias voltage and
can work directly exposed to fluid. Hence, they are good candidates for biomedical
applications that often require the transducer to work in water based fluid. Among
all piezoelectric materials, aluminum nitride (AlN) is a great choice for implantable
sensors because of the high electrical resistance, low dielectric loss, and biocompat-
ibility for in vivo study. This thesis presents the design, modeling, fabrication, and
testing of the AlN acoustic transducers, miniaturized to be implantable for biomedical
applications like hearing or cardiovascular devices.
To design and model the transducer in air and in water, a 3D finite element analysis
(FEA) model was built to study the transducer in a viscous fluid environment. An
array of AlN bimorph cantilevers were designed to create a multi-resonance transducer
to increase the sensitivity in a broad band frequency range. A two-wafer process
using microelectricalmechanical systems (MEMS) techniques was used to fabricate the
xylophone transducer with flexible cable. Benchtop testing confirmed the transducer
functionality and verified the FEA model experimentally.
The transducer was then implanted inside a living cochlea of a guinea pig and
tested in vivo. The piezoelectric voltage output from the transducer was measured in
response to 80-95 dB sound pressure level (SPL) sinusoidal excitation spanning 1-14
kHz. The phases showed clear acoustic delay. The measured voltage responses were
linear and above the noise level. These results demonstrated that the transducer can
xiv
work as a sensor for a fully implantable cochlear implant.
The second generation device, an ultraminiature diaphragm transducer, was de-
signed to be smaller, and yet with an even lower noise floor. The transducer was
designed and optimized using a 2D axial-symmetric FEA model for a better figure
of merit (FOM), which considered both minimal detectable pressure (MDP) and the
diaphragm area. The low-frequency sensitivity was increased significantly, because
of the encapsulated back cavity. Because of this merit, cardiovascular applications,
which focus on low frequency signals, were also investigated. The diaphragm trans-
ducers were fabricated using MEMS techniques. Benchtop tests for both actuating
and sensing confirmed the transducer functionality, and verified the design and model
experimentally. The transducer had a better FOM than other existing piezoelectric
diaphragm transducers, and it had a much lower MDP than the other intracochlear
acoustic sensors.
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CHAPTER I
Introduction
Acoustic transducers have been used widely in our life to provide an important
interface between human and machine [1, 2, 3, 4, 5]. Billions of microphones and
speakers are manufactured every year. With the recent development in micro fabri-
cation, especially in microelectromechanical systems (MEMS), acoustic transducers
are miniaturized to produce high performances while having a small form factor. This
advances in the acoustic transducers have created many commercial successes in con-
sumer electronics and breakthroughs in the development of biomedical devices. The
miniaturization and the improvement in the device performance even enables the de-
vices to be implanted inside the body, which opens up many more possibilities. This
work aims to develop ultraminiature implantable acoustic transducers for biomedical
applications. Such applications often require transducers to work in a fluid environ-
ment. Hence, piezoelectric transduction offers the unique advantages over capacitive
or pieozoresistive transduction because it does not need direct current (DC) bias
voltage and can work directly exposed to fluid. Among all piezoelectric materials,
aluminum nitride (AlN) is a great choice for implantable sensors because of the high
electrical resistance, low dielectric loss, and biocompatibility for in vivo study.
This thesis presents the design, modeling, fabrication, and testing of the AlN
acoustic transducers, miniaturized to be implantable for biomedical applications, like
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hearing and cardiovascular devices.
1.1 Cochlear Implants
According to estimates from the World Health Organization, 360 million people
in the world had impaired hearing, as of 2011[6]. The cochlear implant (CI) provides
an effective therapeutic solution for treating sensorineural hearing loss. As shown in
Figure 1.1, most commercially available CIs have an external microphone/processing
unit, a radio frequency (RF) inductive link, and intracochlear electrodes. Although
the CIs enable speech recognition, they have major limitations including high cost,
high power consumption (20-40 mW), cosmetic concerns, and safety issues associated
with the external processing unit [7, 8, 9]. These limitations contribute to an inter-
national market penetration for CIs of approximately 0.7% [10]. The development of
a fully implantable cochlear implant is attractive, because it would improve cosmetic
and safety issues. Unlike the traditional CI, where external components must be
removed for many activities including sleep and showering [11], a fully implantable
CI could remain on at all times. Additionally, a fully implantable cochlear implant
would eliminate the inductive link between the processor and CI electrode that causes
60% of the power drop [7] in the device, reducing power consumption [9].
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Figure 1.1: A typical traditional cochlear implant system, which contains (1) a mi-
crophone and a processor in the external unit behind the ear, (2) a RF
link, and (3) an implanted electrode array. (www.cochlear.com).
There have been several attempts to build fully implantable cochlear implants
[12, 13, 14, 15, 16, 17]. As summarized in Figure 1.2 [18], each FICI requires an
internal microphone of some kind. For instance, Cochlear Corporation developed the
totally implantable cochlear implant (TIKI), which used a subcutaneous microphone.
In a clinical study of this device [15], subjects reported benefits from TIKI and had
continued to use it on a daily basis because of cosmetic advantages and the ability to
hear while showering, sleeping, and doing physical work. However, speech perception
results were significantly lower when compared with the traditional CI because of
the reduced sensitivity and increased body noise contamination of the subcutaneous
microphone. The state of the art for implantable acoustic sensors for hearing devices
is well-reviewed in [18] where they also present a trans-tympanic microphone to mea-
sure ear canal pressure for hearing aids or cochlear implants. This approach, while
promising, also faces issues such as ventilation tube migration and liquid contamina-
3
tion which would reduce the effectiveness of the device [18].
(A) (B)
(C) (D)
Figure 1.2: The fully implantable cochlear implants [18]. (A) TICA (Implex, Munich,
Germany) [19]; (B) Carina (Cochlear, Sydney, Australia) [16]; (C) TIKI
(Cochlear, Sydney, Australia) [15]; (D) Esteem (Envoy, Saint Paul, MN,
USA) [16].
1.2 Implantable Acoustic Transducers
An intracochlear transducer is an attractive alternative for patients with a func-
tioning middle ear, because the intracochlear acoustic pressure is typically higher
than the ear canal pressure [20, 21, 22, 23]. Olson[20], using a fiber-optic probe with
a polymer-gold membrane, and Dancer and Franke [23], using a Kulite piezoresistive
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sensor coupled to a small silicone-filled probe tube, successfully measured the fluctuat-
ing pressures inside a living cochlea. These measurements serve as a reference for the
pressures measured in the current study, although neither of these systems is robust
or small enough for chronic use. The implantable acoustic transducer is miniaturized
to fit in the scala tympani (ST) or scala vestibule (SV) in a cochlea, and it needs to
be able to function in a fluid based environment, because the cochlea is filled with
fluid. Creighton et al.[24] and Pfiffner et al.[25] implanted a miniature microphone
in the cadaveric human temporal bone and measured intracochlear sound pressure
in vitro. Recently a PVDF-based intracochlear microphone prototype was developed
and used to measure sound in a living gerbil cochlea[26]. In the current study, we
present the design and testing of an AlN MEMS implantable acoustic transducer,
which we used in a living guinea pig to sense the voltage response due to external
acoustic excitation.
1.3 Artificial Basilar Membrane
In part, our efforts to build the implantable transducer were informed by re-
search on the piezoelectric artificial basilar membrane (ABM). Recent development
of microfabrication techniques enabled the development of the life scale ABM models
[27, 28, 29, 30] with tonotopicity (place-to-frequency mapping). Shintaku et al.[31]
fabricated a piezoelectric ABM that had a frequency selective electrical response
to acoustic stimuli. This transducer was then used as the ex vivo (external) front
end of a cochlear implant to evoke auditory brain-stem responses[32]. In the same
paper[32], these investigators fitted a piezoelectric transducer into an excised cochlea
and measured the plate vibration in response to stapes excitation using an external
laser vibrometer. Such an approach could not be applied to an in vivo experiment
due to the use of the laser vibrometer and the large fenestra required for inserting
the piezoelectric plate. A different approach to making an artificial cochlea is the
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development of xylophone-like structures with arrays of cantilevers which resonate
at different frequencies[33, 34, 35]. Jang, et al.[36, 37] coupled an ex vivo MEMS
piezoelectric cantilever array transducer to signal processing hardware which gener-
ated biphasic current pulses. The output was connected to a deafened animal via a
cochlear implant electrode array to successfully evoke auditory brainstem responses.
1.4 Cardiovascular Pressure Sensors
The ability to measure pressure in the living body is crucial in the biomedical
applications and healthcare products, including cardiovascular and urologic diagnos-
tic procedures, surgical procedures and hearing devices [38]. Intracardiac pressure
sensor, in particular, is an interesting research topic because it is an important front
end of the treatment of heart failures, which 23 million people worldwide are suffering
from [39]. Most devices use catheters/fibers coupled to an external pressure trans-
ducer [40, 41]. The transducer itself is often bulky and not implantable, which hinders
continuous chronic pressure monitoring. Recent studies on MEMS have enabled im-
plantable piezoeresistive pressure sensors to be designed and optimized [42]. Some
animal tests were also done using MEMS pressure sensors [43, 44]. Most recently,
Zhao et al. [45] presented a MEMS implantable piezoelectric pressure sensor which
sensed intracochlear pressure. Based on the technology, this study aims to further
enhance the sensor and broaden the application by introducing a miniaturized high
performance implantable piezoelectric pressure sensor. Compared with piezoresistive
pressure sensor, this dynamic pressure sensor has the advantages of low noise, low
power consumption, biocompatible and no DC bias requirement.
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1.5 Thesis Overview
This thesis focuses on the design, model, fabrication, and testing of the ultra-
miniature piezoelectric acoustic transducer for biomedical applications like hearing
and cardiovascular applications. A brief overview of each chapter is described below.
Chapter 2 presents a multi-resonant xylophone acoustic transducer using AlN bi-
morph with a flexible parylene-gold cable connection. A two wafer fabrication process
and a wire-epoxy bonding technique are introduced, which reduces the fabrication
time and increases the yield. A finite element analysis (FEA) model is developed to
study the frequency behavior for the piezoelectric cantilever transducer in a viscous
fluid media, and this model can accurately predict the frequency response both in air
and in water.
Chapter 3 shows an in vivo animal study using a piezoelectric implantable acoustic
transducer (PIAT) (the xylophone transducer with Al2O3 and parylene coating). The
PIAT was implanted in a living cochlea of a guinea pig. Piezoelectric voltage output
in response to external acoustic stimuli is measured while the PIAT is implanted,
which demonstrates the feasibility of using the transducer as a sensor for the fully
implantable cochlear implants.
Chapter 4 demonstrates the second generation of the implantable acoustic trans-
ducer, a AlN unimorph diaphragm with a encapsulated back cavity. This diaphragm
transducer has a much better low frequency performance. Hence, cardiovascular ap-
plications, which focus more on low frequency signals, are also investigated. This
diaphragm transducer is smaller but with a higher figure of merit (FOM) than exist-
ing piezoelectric diaphragm sensors. It is smaller than the first generation device and
other existing intracochlear acoustic sensors, but it has the lowest minimal detectable
pressure (MDP).
Chapter 5 summaries the thesis and highlights the details about the contributions
of this work.
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CHAPTER II
AlN MEMS Multichannel Xylophone Transducer
with Flexible Ribbon Cable Connection
In this chapter, we demonstrated a miniature multichannel xylophone transducer
with flexible connection using piezoelectric material AlN. Miniature transducers have
been developed using MEMS techniques. Some transducers, like microphones [46] or
accelerometers [47], are designed to operate equally sensitive in the desired frequency
range, resulting in an accurate representation of the original signal. Some other
transducers like microspeakers [48, 49] or energy harvesters [50] have one or multiple
resonances in the desired frequency band to enhance sensitivity and transduction ef-
ficiency. This multi-resonant transduction characteristic is also found in the cochlea,
a naturally designed acoustic transducer [51]. Inside the cochlea, there is a struc-
turally varying basilar membrane that resonances differently at different location,
which creates an enhanced sensitivity over a broad frequency range [52].
In order to design and analyze such a transducer that often operates in a fluidic
environment, a model is necessary to study the frequency behavior of the transducer.
While the frequency response of a cantilever in vacuum can be easily solved by the
Euler-Bernoulli equation [53], the response in a viscous fluid is relatively harder.
Still, several authors have developed techniques to predict the response of cantilevers
with rectangular cross-sections vibrating in viscous fluids analytically [54, 55, 56,
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57]. The three-dimensional FEA models were developed to study the dynamics of a
microcantilever in air [58] and in a viscous fluid [59], providing a direction to study the
frequency behavior of cantilever underwater. Recently an FEA model for cantilever
based piezoelectric transducer working both in air and underwater was developed
[60], providing a direct link from electric signal to acoustic or vibration signals for
transducers design.
In this chapter, we propose a method for the design and fabrication of a MEMS
piezoelectric xylophone transducer with integrated flexible connection. The trans-
ducer is a miniaturized multi-resonance device that works in air and underwater.
AlN was chosen as the piezoelectric material for this work because the low dielec-
tric loss, compatibility to MEMS fabrication, and biocompatibility for in vivo study
[46, 57, 61, 62, 63]. The FEA model, validated by experimental results, is used to
design the piezoelectric MEMS transducer. Some preliminary results of the minia-
ture xylophone transducer have been presented [60]. However, the device properties
were compromised due to accidental overetch which created an unsymmetrical AlN
bimorph. In this chapter, we fabricated a xylophone transducer with symmetric AlN
bimorph. We further fabricated a MEMS based flexible connection with electrode
base and incorporated it into the xylophone transducer, which enables continuous
access to the transducer signals. The functionality of the device, including the xy-
lophone transducer and the flexible connection was verified by the actuation testing
and the FEA modeling results.
2.1 Design and Modeling of the Xylophone Transducer
A CAD drawing of the piezoelectric xylophone transducer with a flexible ribbon
cable connection is shown in Figure 2.1. It consists of two parts: the transducer
probe (shown in the close-up) and the flexible connection with an electrode base that
is used to relay in vivo information from the cochlea to an external site for electrical
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monitoring. The probe and cable are fabricated separately and bonded afterwards, as
described in the Fabrication Process section. The transducer is a xylophone structure
that has four 400 µm wide cantilevers with lengths that span 200-245 µm, spaced 100
µm apart. The lengths are chosen to tune the fluid-loaded resonances to be in the
range of 20 - 40 kHz, the best frequencies of the basal turn of the guinea pig cochlea
[64, 65], where the probe is designed to be implanted. The cantilevers are suspended
along an etched silicon backbone that defines the structure of the probe. Each beam
is a bimorph cantilever, consisting of two 1.5 µm thick AlN layers laminated by three
15/30 nm thick Ti/Pt electrode layers. The traces on the transducer are 20 µm wide
in the implantable part (first 4 mm from the tip) and are widened to 40 µm in the
base of shank, and extended to the bonding pads (100 µm wide and 300 µm long).
A separate ribbon cable (see Figure 2.1) has 10 µm gold electrical traces spaced 200
µm laterally. At the end of each trace, there is a donut shaped pad with an inner
diameter of 50 µm and outer diameter of 100 µm for bonding. The traces are encased
in parylene and they extend 5 cm to an integrated electrode base that has larger pads
for interfacing with external electrical monitoring equipment.
An FEA model using COMSOL Multiphysics 5.2a [66] was built to model the fre-
quency behavior of the cantilever in air or water. The model calculated the deflection
of the beam under voltage excitation while interacting with surrounding viscous fluid.
Thermoacoustic, pressure acoustic, solid mechanics, and electrostatics modules were
used for this model. The material properties (tabulated in Table 2.1) used for the
AlN, air, and water were taken from COMSOL Material Library [66], except for the
piezoelectric coupling coefficient d31 which was measured, as explained in the exper-
imental method section. The length of each beam used in the model was modified
by no more than 5% of the lengths as designed to fit the measured resonance mea-
sured in air to compensate for an undercut of up to 12 µm that occurred during the
etching of the Si backbone, producing a variation in the fabricated cantilever lengths
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Flexible gold/parylene cable
Electrode base
Piezoelectric bimorph 
cantilevers
Silicon backbone
Signal traces
1mm
Ground trace
Xylophon Transducer
Figure 2.1: A 3D drawing of the piezoelectric xylophone transducer with the flexible
parylene gold connection. The inset shows the details of the xylophone
transducer.
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Figure 2.2: The modeling setup with a close-up shows the piezoelectric cantilever
beam.
as compared to the lithographically defined cantilever lengths. These lengths (shown
in Table 2.2) were maintained in the fluid-loaded model. The structural damping
coefficient ηs was the dominant damping source in air. The ηs of each beam was
chosen to fit the measured Q from actuation response (where the Q = fr
∆f
), fr is the
cantilever resonant frequency, and ∆f is the full width at half maximum). While
model parameters were fit to match the in-air response, no parameter adjustment is
performed underwater other than changing the fluid material parameters from air to
water. Figure 2.2 shows the geometry of the model setup, which consists of a piezo-
electric cantilever beam in a viscous fluid (air or water). The close-up in Figure 2.2
shows the AlN bimorph with the thickness of Ti/Pt electrode layer neglected. Tetra-
hedral elements were used and refined near the beam. To maintain the accuracy of
numerical computation, the mesh size around the cantilever beam was set to be 2 µm
to ensure it was smaller than the viscous boundary layer δν =
√
2ν
ω
(where ν is the
kinematic viscosity of the fluid, and ω is the angular frequency). The mesh coarsened
away from the beam.
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Subject Description Parameter Value
AlN
Density ρ 3300 kg/m3
Compliance s11 2.86 x 10
−12 m2/N
Relative permitivity r 10.26
Piezoelectric coefficient d31 -1.9 pm/V
Air
Density ρ 1.23 kg/m3
Dynamic viscosity µ 1.82 x 10−5Pa·s
Speed of sound c 343 m/s
Water
Density ρ 1000 kg/m3
Dynamic viscosity µ 1.82 x 10−5Pa·s
Speed of sound c 1481 m/s
Table 2.1: Material properties of the FEA model for the cantilever in the fluid.
Actuation in air Actuation in Water
Measured Modeled Measured Modeled
Length Damping fr Q fr Q fr Q fr Q
(µm) (ηs) (kHz) (kHz) (kHz) (kHz)
Beam 1 245 0.020 86.8 42.1 86.2 42.2 26.2 6.1 25.5 6.8
Beam 2 226 0.008 101.2 112.0 101.3 113.2 30.8 7.4 30.7 8.3
Beam 3 215 0.013 113.0 60.3 112.5 60.9 35.8 7.8 35.3 8.6
Beam 4 200 0.011 129.4 67.8 129.5 68.7 41.6 8.3 41.5 9.1
Table 2.2: Modeled and measured parameters.
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2.2 Fabrication Process
The device is fabricated in the LNF with the process summarized in Figue 2.3.
The fabrication process consists of three major steps, (1) xylophone transducer pro-
cessing, (2) flexible connection processing, and (3) wire-epoxy bonding. Xylophone
transducer processing started with a 4 inch p-type Si (100) substrate coated with 1
± 0.1 µm of wet thermal oxide, step (1a). A five-layer stack consisting of two 1.5
µm AlN layers and three 15/30 nm Ti/Pt electrodes layers (Lab 18-2, Kurt J. Lesker
Company, USA) were deposited next on the substrate, forming the bimorph cantilever
transducers. The AlN layers were deposited using a dual cathode S-Gun magnetron
AlN sputter tool (AMS 2004, Tegal OEM group, USA). The active area of the piezo-
electric bimorph was limited to 45% of the distance from the root toward the tip of
the cantilever to improve the input referred noise of the devices, as adding electrode
area adds electronic noise in greater proportion than an increase in output signal [61].
In step (1b), the AlN cantilever patterning and contact to metal layers were defined
using a combination of a Cl-based dry etch (9400, LAM Research Corporation, USA)
and a heated (50 ◦C) KOH-based etch (AZ 400K, Clariant, USA). Finally, in step
(1c), the top and bottom electrode layers were connected, and grounded. Sputtered
Cr/Au formed the electrode pads for bonding. The probe backbone, which held
the xylophone of AlN sensors, was then defined using a through-wafer deep reactive
ion etching (DRIE) (STS Pegasus 4, SPTS Technologies Ltd., USA), followed by a
buffered hydrofluoric acid (BHF) oxide etch to release the cantilevers.
In step (2a), the flexible parylene ribbon cable connection was fabricated in a
separate wafer processing using a 20/400 nm sputtered, patterned Cr/Au layer (Lab
18-2, Kurt J. Lesker Company, USA) sandwiched between two 5 µm thick parylene
layers (PDS 2035CR, Special Coating System, USA). A dry etch of the parylene layer
is used to pattern the cable, as shown in step (2b). In step (2c), a DRIE was used
to define the electrode base and release the cables. Next, BHF bath was used to
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(3) Bonding
(1a)
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Figure 2.3: The fabrication process of the xylophone transducer with flexible connec-
tion, which consists of three major steps: (1) AlN xylophone transducer
processing, (2) flexible connection processing, and (3) bonding.
release the structure. Finally, step (3) shows the bonding of the transducer and the
flexible parylene cable connection, which is a challenging process. Meyer et al. [67]
developed a rivet bonding process which bonds flexible ribbon cable to its desired
substrate with the application of force and heating. However, when we applied this
technique, the gold rivet pulled off the gold pads from the AlN layer and caused
major failures. In conjunction with Protoconnect (Protoconnect LLC, MI, USA),
we developed a customized wire-epoxy bonding technique specifically for the released
transducer and flexible connection. Figure 2.4 shows the bonding process and the
details of the bonding joints. A 25.4 µm thick Cu wire was first wire-bonded on the
gold pads on the transducer as shown in Figure 2.4A. Then, the wire bonds were glued
on the gold pad on the transducer using conductive epoxy (P1011, Epoxy Technol-
ogy, USA), as shown in Figure 2.4B. The donut shaped pad with an inner diameter
of 50 µm on the cable was aligned and put through the Cu wire, one at a time, as
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shown in Figure 2.4C. Finally, conductive epoxy (P1011, Epoxy Technology, USA)
was used to secure the connection, followed by nonconductive epoxy encapsulation
sealing (353ND, Epoxy Technology, USA), with the silicone (Med-4011, NuSil Tech-
nology LLC, CA, USA) applied at the end for stress relief, as shown in Figure 2.4D.
In this way, the process combines wire bonding and the use of conductive epoxy but
does not require applying external force or heating. To simplify the bonding, three
separate channels were created. The ground trace was a separate individual channel.
Beams 1-2 were connected in parallel and shared a channel, while beams 3-4 were
connected in parallel and shared a second signal channel.
The fabricated device is shown in Figure 2.5. A microscopic view of the xylophone
transducer with four cantilever beams is shown in Figure 2.5A. The whole device with
flexible cable and electrode base is shown in Figure 2.5B.
2.3 Experimental Methods
The θ-2θ and rocking curve X-ray diffraction (XRD) measurements were con-
ducted to quantify the crystal quality of the AlN layers, using an attachment de-
signed for full-wafer thin film XRD measurements (Ultima IV, Rigaku Corporation,
Japan). The θ-2θ and rocking curve measurements were taken after the AlN deposi-
tions and the results are shown in Figure 2.6. The device impedance and dielectric
loss (tanδ) were measured using a probe station (LA-150 DC, Semiprobe, USA) and
an LCR meter Agilent 4284A (E4980A, Agilent, USA). Film thickness was measured
using the spectroscopic reflectometer (NanoSpec 6100, Nanometrics, USA). Actua-
tion tests were performed after the xylophone transducer was bonded with the flexible
connection to show the functionality of both the transducer and the parylene-gold ca-
ble. A chirp voltage signal with an amplitude of 1V was generated using Labview
2009 controlled NI-6251 card (NI-6251, National Instruments, USA). The voltage was
applied to the pads on the electrode base through tungsten needles (PTT-12/4-25,
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Figure 2.4: The wire-epoxy bonding process. (A) 25.4 µm thick Cu wire bonds were
applied on the gold pads on the transducer. (B) The conductive epoxy was
applied to secure the wire bonds. (C) The donut shaped gold pads on the
parylene-gold cable were aligned and thread through the wire bonds. (D)
Epoxy was applied to encapsulate the bonding joint, followed by silicone
to relieve the stress.
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Figure 2.5: The fabricated xylophone transducer. (A) The xylophone transducer with
four piezoelectric bimorph cantilever beams. (B) The xylophone with
flexible gold/parylene cable and an electrode base.
Cascade Microtech Inc., USA), with the transducer probes mounting on the probe
station (LA-150 DC, Semiprobe, USA). Out-of-plane vibration at the tip of each can-
tilever was measured using a laser Doppler vibrometer (LDV) with a laser spot size of
approximately 30 µm (OFV-303, Polytec, USA). The AlN film piezoelectric coupling
coefficient d31 was obtained by measuring the low-frequency curvature of the can-
tilever under an applied voltage; this technique is detailed in References [61, 68, 57].
A drop of water was carefully placed on the tip of the xylophone transducer using
a syringe to test the transducer in a fluid environment, as shown schematically in
Figure 2.6.
2.4 Results
2.4.1 Measured AlN Properties
The AlN thin film crystal quality was assessed by X-ray diffraction measurements.
Figure 2.7A shows the θ-2θ curve. A strong peak at a 2θ angle of 36.2◦ and smaller
peaks at angles corresponding to other AlN planes show the good quality of AlN
films. Figure 2.7B shows a rocking curve of the AlN film. The rocking curve (Fig-
ure 2.7B) measured at the (002) peak of 36.2◦, demonstrate a low (∼1.2◦) full width
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Vibrometer
Voltage excitation
from electrode base
Air/Water
Figure 2.6: Experimental setup for the actuation testing. The transducer is actu-
ated with voltage from the electrode base. The tip displacement of each
cantilever beam (exposed to air or water) is measured by LDV.
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Figure 2.7: Measurements on the AlN film quality. (A) XRD θ − 2θ pattern. (B)
Rocking curve diffraction peak amplitude
half maximum (FWHM) value, which indicated good film quality [69, 70, 71, 72].
The capacitances of all four beams were measured at 1 kHz both before and after the
bonding of parylene-gold cable. Before the integration of the parylene-gold cable, the
capacitances of Beams 1-4 were measured as 6.7, 6.2, 5.9, and 5.5 pF, respectively,
with a dielectric loss of 0.06. After the bonding, the capacitances became 13.3 pF
(Beams 1 and 2) and 11.9 pF (Beams 3 and 4), with a dielectric loss of 0.08. Because
Beams 1-2 were connected in parallel, and Beams 3-4 were connected in parallel, the
new capacitance of each channel is the summation of the old capacitances of those
two beams plus a stray capacitance of ∼0.5 pF. Once the probes were released from
wafer, the piezoelectric coupling coefficient d31 was measured to be -1.9 pm/V, which
is within the range of reported values of -0.9 to -2.8 pm/V [57, 68, 72, 73]. The mea-
sured d31 was further fed into the modeling calculation for the frequency response.
2.4.2 Actuation Testing in Air
To confirm the transducer functionality, actuation testing was done by measuring
the deflection at the tip of each cantilever with a voltage chirp signal excitation with
an amplitude of 1V. Figure 2.8 shows the modeled and measured frequency responses
of the tip deflections of the cantilever beams. As one might expect, the modeled and
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Figure 2.8: Frequency response of the tip displacement for each beam in air in re-
sponse to voltage excitation. The inset shows the amplitude in a portion
of the flat frequency region, from 9-10 kHz.
measured results match very well for both the amplitude and phase. Clear amplitude
peaks and radian phase changes indicate the resonance of each cantilever beam
at their respective, length-dependent resonance frequencies (fr). The modeled and
measured fr (tabulated in Table 2.2) values show a difference of less than 0.7%. The
in-air quality factor Q is dominated by structural damping (ηs), as the acoustic losses
were found negligible in the computation. The ηs values were fit to the experimentally
measured Q values with a difference of less than 1.6%, as tabulated in Table 2.2. In
addition, the model also shows a good fit in the flat low frequency region with a
difference of less than 5%, as shown in the inset in Figure 2.8.
2.4.3 Actuation Testing in Water
Figure 2.9 shows the modeled and measured frequency responses of the tip de-
flections of cantilever beams, which are in excellent agreement. Just like the in-air
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Figure 2.9: Frequency response of the tip displacement of each in water in response
to voltage excitation. The inset shows the amplitude in a portion of the
flat frequency region, from 2-3 kHz.
actuation results, the in-water actuation frequency response shows a clear peak in
amplitude and a radian phase change at each resonance of the beam. Compared
to the actuation in air, the fluid-loaded fr shifted down by approximately 68-70% of
the in-air value and the Q was decreased by 86-94%. As expected, the low frequency
asymptote of the voltage response did not change. For actuation in water, the struc-
tural damping ηs is no longer the dominant damping source because the predicted Q
was found to change less than 1% with the introduction of ηs. Instead, the viscosity
of water becomes the main damping source and affects Q greatly. The modeled and
measured fs and Q showed a difference of less than 2.7% and 12.2%, respectively, as
tabulated in Table 2.2. The modeled and measured low frequency asymptotes of the
amplitude show a difference of less than 4%, as illustrated in the inset in Figure 2.9.
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2.5 Discussion
Compared to the preliminary results of the AlN transducer [60], which had a 1.5
µm + 0.7 µm thick AlN layers due to unintentional overetch, the transducer in this
paper had a symmetric 1.5 µm + 1.5 µm thick AlN layers. The lengths of the beams in
this paper were chosen to tune the resonances to the best frequencies of the basal turn
of the guinea pigs cochlea. Also, this paper made an advance by incorporating the xy-
lophone transducer to a MEMS based parylene-gold cable, easing the remote access to
the transducer and continuous monitoring for biomedical application. One might be
tempted to adopt a monolithic process by combining the transducers and the flexible
connection in one wafer [74, 57]. The monolithic fabrication process [74, 57], though it
eliminates the bonding, is challenging for the following reasons. To begin with, com-
pared to the current three-step fabrication process, the monolithic fabrication process
takes much longer, because the xylophone transducer and flexible connection can be
processed in parallel in the two-wafer process advocated in this paper. Additionally,
monolithic process produces fewer probes per wafer because the cabling takes up a
significant amount of wafer area and the yields in the three-step approach are higher.
The initial fabrication using the monolithic process produced 11 probes on a 4 inch
wafer, while the current process produced 60 AlN xylophone transducer probes and
15 cables on each 4 inch wafer. The wire-epoxy bonding technique is crucial for this
three-step fabrication process. For our application, the wire-epoxy bonding technique
is much more robust than the rivet bonding technique Meyer [67] developed because
of the poor gold to AlN adhesion. As mentioned in the Introduction, this device can
be used as an intracochlear transducer. Most recently, Zhao et al. [75] implanted
such transducer inside a living guinea pig cochlea and sensed sound. With the re-
cent development on the MEMS electrodes for cochlear implants [76, 77, 78], smaller
electrodes can be fabricated using MEMS techniques and incorporated with the xylo-
phone transducer to eliminate the external microphone of a CI. Also, the transducer
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could be used as an intracochlear microspeaker to amplify sounds [79, 80]. In another
application, such a transducer can also be used as a cardiovascular sensor to infer
the blood flow or measure heart pressure fluctuations. Moreover, the multi-resonant
characteristics enhance the sensitivity in a wide frequency range and could be used
as a multi-resonant microphone or hydrophone, or even a broadband sound silencer
[81, 82]. When attaching a proof mass to the end of the cantilever, it can work as
a piezoelectric accelerometer [83, 84]. When scaled to operate at higher frequencies,
this same architecture can also be used as a part of a ultrasound transducer [85] or a
RF switch [86] or filter.
2.6 Conclusion
A miniaturized multichannel piezoelectric xylophone transducer with integrated
flexible connection is fabricated using MEMS techniques. The transducer can work in
both air and underwater, and is suitable for in vivo testing. The transducer consists of
an array of AlN bimorph cantilevers with varied lengths whose resonances are tuned
to a desired frequency range using FEA modeling. A wire-epoxy bonding technique is
developed to electrically connect the xylophone transducer and flexible cabling, which
are fabricated separately. Actuation tests are performed after the probes are released
demonstrating the functionality of the xylophone transducer and the parylene-gold
cable both in air and water. An FEA model is built to design and analyze the
piezoelectric cantilever bimorph, and the model accurately represents the frequency
behavior of the cantilever in a viscous fluid. Taken together, a method to design,
model, fabricate and test a xylophone transducer with flexible cable connection was
developed, providing a systematic way to develop a cantilever-based piezoelectric
transducer for operation in air or underwater.
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CHAPTER III
In Vivo Study of the Implantable AlN Xylophone
Transducer Using in a Living Guinea Pig Cochlea
The ability to locally measure the voltage readout from a sensor inside the liv-
ing cochlea holds the potential to improve cochlear implants and enable continuous
monitoring of intracochlear pressure. This chapter presents a PIAT designed to sense
the acoustic pressure while fully implanted inside a living guinea pig cochlea. The
PIAT, fabricated using MEMS techniques, consisted of an array of four piezoelec-
tric cantilevers with varying lengths to enhance sensitivity across a wide frequency
bandwidth. Prior to implantation, benchtop tests were conducted to characterize
the device performance in air and in water. When implanted in the cochlea of an
anesthetized guinea pig, the in vivo voltage response from the PIAT was measured
in response to 80-95 dB sound pressure level (SPL) sinusoidal acoustic excitation at
the entrance of the guinea pigs ear canal, spanning 1-14 kHz. All sensed signals were
above the noise floor and unaffected by crosstalk from the cochlear microphonic (CM)
or external electrical interference. These results demonstrate that external acoustic
stimulus can be sensed via the piezoelectric voltage response of the implanted MEMS
transducer inside the living cochlea. We present the manufacturing and implanta-
tion methodologies that represent key steps along the critical path to developing
intracochlear acoustic sensors with the potential to replace external or subcutaneous
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microphones for sensing the acoustic signal in auditory prosthetics.
3.1 Methods
3.1.1 Fabrication Process of the PIAT
The probes were fabricated in the following manner, which is summarized in a
schematic in Figure 3.2. A 102 mm diameter p-type (100) Si wafer substrate of
500 µm thickness was coated with 1 µm of wet thermal oxide. The transducers
were comprised of a five-layer stack, consisting of two 1.5 µm of AlN layers laminated
between three 15/30 nm Ti/Pt electrode layers. Alternating layers of metal layers and
AlN layers were deposited. The Ti/Pt layers were sputtered (Lab 18-2, Kurt J. Lesker
Company, USA), and patterned by photolithography using SPR 220 photoresist and
CD 30 developer. The traces in the metal layers were 20 µm wide in the implantable
part (first 4 mm from the tip) and were widened to 40 µm wide in the stern away from
the tip. The AlN layers were deposited using a dual cathode S-Gun magnetron AlN
sputter tool (AMS 2004, Tegal OEM group, USA) with bulk film stress targeted to 0
± 150 MPa (Figure 3.2A). The active area of the piezoelectric bimorph was limited
to 45% of the distance from the root toward the tip of the cantilever to improve the
input referred noise of the devices (adding more electrode area adds electronic noise
in greater proportion than the increase in output signal [61, 4]). The AlN cantilevers
metal contacts were opened using an etch process that was a combination of Cl-based
RIE (9400, LAM Research Corporation, USA) and heated (50◦C) etchant (AZ 400K,
Clariant, USA) etching, and the cantilever geometry was defined using Cl-based RIE
etching.
The top layer of AlN was unintentionally overetched by 0.8 µm (leaving 0.7 µm
on this layer) and a bimorph thickness of 2.2 µm. An asymmetrical AlN bimorph
was created and the top surfaces were roughened (Figure 3.2B). We found that the
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lowest noise sensor was created by using the non-roughened bottom layer and using
roughened top layers as a structural layer only. The top and middle layer were
connected and served as ground layer, and the bottom layer was connected to the
signal trace. A layer of 20/400 nm of Cr/Au was sputtered (Lab 18-2, Kurt J. Lesker
Company, USA) and formed the electrode pads (100 µm wide and 300 µm long) for
bonding the Pt-Ir wire (Figure 3.2C). The probe backbone was then defined using a
through-wafer DRIE (STS Pegasus 4, SPTS Technologies Ltd., USA), followed by a
BHF oxide etch to release the cantilevers. Details of the fabrication can be found in
Reference [74, 60, 57, 87]. Two 50 µm thick Pt-Ir wires with PFA insulation (776000,
A-M system, USA) were bonded on the electrode pads. One wire was bonded on
the ground trace and the other one was bonded on the pads where all signal traces
were connected in parallel. The bonding was utilized conductive epoxy (H20E-FC,
Epoxy Technology, USA) and was followed by Silicone sealing (3140 RTV Silicone,
Dow Corning, USA). After the MEMS fabrication, the probe was coated with a
combination of 50 nm of thermal atomic layer deposition (ALD) alumina (Oxford
OpAL ALD, Oxford Instrument, UK) and 2 µm of parylene (PDS 2035CR, Special
Coating System, USA) to enhance the long term reliability of the PIAT probe in an
ionic fluid environment [88, 89] (Figure 3.2D). All probes were fabricated in the Lurie
Nanomanufacturing Facility at the University of Michigan.
3.1.2 In Air and Underwater Actuation and Sensing Benchtop Testing
The PIAT was tested in air and in water. Figure 3.1A showed the actuation
test setup. The actuation tests were performed using LabVIEW 2009 controlled NI-
6251 card to apply voltage directly to the probe. The resulting tip deflections were
measured using a laser Doppler vibrometer (LDV; OFV-303, Polytec, USA), with spot
size 30 µm. The device was mounted on a probe station (LA-150 DC, Semiprobe,
USA) with a 2D micropositioning stage. The water actuation test was done with
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a drop of water delivered to the implantable portion of the PIAT probe, covering
all cantilevers. A goniometer (123-2890, Optosigma, France) was used to adjust the
angle of each cantilever beam for the best reflectiveness.
The sensing tests were done by applying acoustic excitation and measuring the
voltage from the PIAT with a lock-in amplifier (SR830, Stanford Research System,
USA), as illustrated in Figure 3.1B and Figure 3.1C. A custom-made amplifier (an
instrumentation amplifier (MAX4462, Maxim Integrated, USA) and an operational
amplifier (LT6233, Texas Instrument, USA)) were used to buffer and amplify the
voltage signal. The amplifier gain of 100 was factored out of all the results presented
here. Figure 3.1B shows the setup for the in-air sensing test. A 304.8 mm long
plastic tube was placed in between the PIAT and a piezo speaker (15D841, Motorola,
USA). Pure tone sinusoidal signals were sent into the speaker and swept through
40-80 kHz. A calibrated microphone (2520, Larson Davis, USA) was used at the
same location to measure the sound pressure level. As shown in Fig 4C, underwater
sensing tests were done by immersing the PIAT probe below the water surface of a
tank with approximately 0.1 m3 volume of tap water and playing sounds (120 kHz)
with an underwater transmitter (ITC-1032, Channel Technologies Group, USA). A
hydrophone (TC4013, Teledyne Reson, USA) was used to measure the sound pressure
level at the same location. The tap water was connected to the ground to eliminate
electrical interference.
3.1.3 Experimental Animal
The animal used in these acute experiments was an adult male specific pathogen
free (SPF) pigmented guinea pig (600 g) bred and maintained by the Unit for Labo-
ratory Animal Medicine at the University of Michigan. The animal-use protocol was
reviewed and approved by the University of Michigan Institutional Animal Care and
Use Committee. All experiments were performed in accordance with relevant guide-
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Figure 3.1: Schematics for the methods. (A) Benchtop actuation test setup. Volt-
age was used to actuate each of the cantilever beams in air and water.
The deflection at the tip of each beam was measured using a LDV (B)
Benchtop sensing test setup in air. Acoustic signals were generated by a
piezo tweeter in air and passed through a 304.8 mm long PVC tube. The
PIAT was placed at the end of the tube and the output was compared
to that of a calibrated microphone. (C) Benchtop sensing test setup in
air. Acoustic signals were generated by an underwater sound source in a
water tank filled with tap water. The PIAT was placed near the water
surface to sense the sound and compared with a calibrated hydrophone.
(D) A CAD drawing illustrating the position of the PIAT as it passes
through a cochleostomy into the scala tympani of a living cochlea.
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lines and regulations. The PIAT was implanted in the right ear. After all testing was
complete, the animal was euthanized and the cochlea was dissected for confirmation
of implant location and integrity as detailed below.
3.1.4 Implantation Procedures
The animal was anesthetized with ketamine (40 mg/kg) and xylazine (10 mg/kg),
given atropine (0.05 mg/kg) to help with respiration, and placed on a heating pad. A
post-auricular incision was made, the temporal bone was exposed by blunt dissection,
and the bulla was opened. After confirmation of a normal uninfected ear, the bulla
was temporarily closed with a small cotton ball and the recording and electrode
base (percutaneous connector) anchoring screws were placed on the skull. A midline
incision was made on the skull, and the skin and pericranium were retracted for view
of bregma. Screws were placed at three points around the bregma and these were
used to secure a small inverted bolt, which could serve as a ground and/or anchor
for the electrode base. This bolt was secured permanently with methyl methacrylate.
Additional screws were placed at the midline, 1 cm caudal to bregma, and one 1cm
from the midline and slightly behind bregma on the implant side.
Once all hardware was secured, the cotton ball sealing the bulla was removed and
a portion of the lateral wall of the basal turn of the scala tympani of the cochlea was
removed with a small diamond bur until the basilar membrane and first turn could be
seen clearly and there was room for insertion of all beams of the PIAT. Perilymph was
wicked out with a cotton pledget for viewing of the cochlear structures and a dummy
implant was used to gage opening size and angle before insertion of a functional
implant. Once the opening was large enough, the electrode base was temporarily
affixed to the skull surface and anchor screws with Durelon cement. Then, the implant
was gripped with forceps and inserted into the scala tympani to the depth of the first
turn following the lateral edge of the scala tympani and angled such that the beams
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were parallel with the basilar membrane surface. Figure 3.6C and Fig 4D showed the
location where the PIAT was implanted. A small muscle plug was placed on top of
the implant and into the cochleostomy opening in an attempt to seal the opening and
prevent leakage of perilymph. With Durelon cement, the implant was secured to the
bulla and the bulla opening sealed. For grounding purposes, a flamed 5T platinum
iridium ground ball electrode was tucked into the neck muscle overlying the temporal
bone. The skin incision was closed over the implant and ground wires and the implant
was tested for functionality, as detailed below. Once functionality was confirmed, the
electrode base was permanently secured to the skull and the anchor screws with
methyl methacrylate and the animal was moved to a sound-attenuating booth for the
remainder of the testing. Supplemental doses of the ketamine, xylazine and atropine
anesthesia regime listed above were given throughout testing to maintain a consistent
depth of anesthesia to perform the electrophysiology and implant recordings.
3.1.5 Hearing Condition for the Tested Animal
As discussed in the Results, the PIAT was not affected by the CM. Therefore, the
device can work in both deafened and not deafened animals. In the test presented
in this paper, the guinea pig was not deafened. However, the hearing threshold
was elevated significantly. To evaluate the hearing condition of the ear after PIAT
implantation, The auditory brainstem response (ABR) was recorded and the hearing
threshold for multiple frequencies determined. The thresholds for the frequencies
tested were 100 dB (2 kHz), 80 dB (4 kHz), 70 dB (8 kHz), 60 dB (10 kHz), 85
dB (12 kHz), and 75 dB (16 kHz) SPL. These were considerably elevated compared
to normal thresholds. These results showed the hearing was impaired, and that the
CM should be fairly small; smaller than 1 mV as has been measured in healthy
animals [90]. During the ABR test, the animal was kept anesthetized and placed on
a heating blanket in a sound attenuating booth. Needle electrodes were positioned
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subcutaneously at the vertex and bilaterally underneath the pinna. An acoustic
transducer with a speculum was placed just inside the tragus and pointed toward the
tympanic membrane. Tone bursts were presented and responses were recorded using
a Tucker Davis Technology System 3 BioSig32 system.
3.1.6 In vivo Measurement of Voltage Output of the PIAT inside the
Cochlea of a Live Guinea Pig
Figure 3.6C and Figure 3.1D illustrate the location where the PIAT was implanted.
After implantation, a speaker (ES 1, Tucker-Davis Technologies, USA) was directed
at the tympanic membrane via a speculum to the ear canal and a series of frequencies
ranging from 1-14 kHz at levels from 80-95 dB SPL were played. While playing these
acoustic excitations, a lock-in amplifier (SR830, Stanford Research System, USA) was
used to measure the voltage output of the PIAT located inside the cochlea. Just like
in the benchtop testing, the custom-made amplifier was used to buffer and amplify
the PIAT voltage response. This amplification gain was again factored out. In vivo
noise was obtained by playing sound in air, with the speaker pointing away from
animal and the ear canal occluded. Electrical impedance of the PIAT was measured
with an LCR meter (E4980A, Agilent, USA) before the implantation and every 30
minutes during the in vivo experiment to continuously monitor the condition of the
device.
3.1.7 Post Mortem Cochlear Dissection and Ex Vivo Actuation in Air
At the completion of testing, the animal was euthanized and stored in a freezer.
Two days later, the implanted cochlea was dissected to assess implant insertion lo-
cation and the status of the implants beams (Figure 3.6C and 3D). The cochlea was
approached by removing the ear canal and the outer wall of the otic capsule. The
cochlea was then scored on the surface with a scalpel blade and starting at the apex
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the outer boney wall was gently removed with a pair of fine forceps exposing the
coils of the cochlear spiral, basilar membrane, and modiolus. Each cochlear turn was
inspected for damage caused by the implant and the angle and general location of
the implant. Once the basal most turn was exposed, the status of each beam was
assessed. Figure 3.6D shows the assessment and status of each beam. Finally, the
modiolus was removed for complete visualization of the implant in the basal turn and
for gentle removal of the implant for functionality testing post-removal. The PIAT
probe was actuated by voltage and tip deflection of the beams was measured by an
LDV.
3.2 Results
3.2.1 Realization of the PIAT Using AlN Cantilever Arrays
The PIAT probes were fabricated [74, 60, 45] using the process described in the
Methods section, and summarized in Figure 3.2. Briefly, the PIAT probe consists
of four 400 µm wide piezoelectric cantilevers of different lengths that span 300 µm
to 443 µm, as given in Table 3.1. The resonant frequencies of the cantilevers are
spaced such that the sensor has enhanced sensitivity over an extended frequency
bandwidth that corresponds, in the water-based fluid environment of the cochlea, to
a frequency range of 5.6 to 13.5 kHz. A 3D rendering for the design of the PIAT
is pictured in Figure 3.2A. Once the probes were released from the wafer, they were
coated with 50 nm atomic layer deposition (ALD) alumina and 2 µm parylene to
increase the durability of the waterproofing. The electrical insulation of the PIAT
from the environment was confirmed by measuring the electrical impedance of the
PIAT using an impedance analyzer at 1 kHz both in air and under submersion in
saline. The measured electrical impedance was the same both in air and in saline,
and the impedance was measured as a capacitor Cd = 38 pF, with a parasitic parallel
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Sputtered Ti/Pt electrode
Silicon substrate
SiO2
SiO2
RIE etch of AlN vias and 
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DRIE and BHF release
Sputtered Cr/Au
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ALD alumina and 
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Figure 3.2: PIAT MEMS fabrication process. (A) AlN deposition and Ti/Pt electrode
layer deposition and patterning. (B) RIE etch of the AlN layers to define
beam dimensions and create vias to the middle and bottom electrode
layers. The top AlN layer was overetched as described in the Methods.
(C) Cr/Au deposition for circuit layout connection, followed by DRIE
and BHF release. (D) Waterproof coating that consists of ALD alumina
and parylene conformal coating after device release.
resistance Rp = 81 MΩ. This impedance remained unchanged through a 5 hour
submersion in saline, demonstrating the effectiveness of the coating. Figure 3.2B
shows the cross section of the multilayer AlN cantilever beam. The sensing portion
of the released probe is shown in Figure 3.2C. The signal and ground traces of the
PIAT probes were bonded to Pt-Ir wires are shown in Figure 3.2D, as described in the
Methods section. Using previously reported techniques [61], the piezoelectric coupling
coefficient d31 of the AlN was determined to be -1.0 pm/V. This value is on the low
end of the range measured by others (-0.9 to -2.8 pm/V) [61, 72, 57, 73].
In air In Water
Length fr Q fr Q
(µm) (kHz) (kHz)
Beam 1 443 18.8 90 5.6 3.5
Beam 2 397 23.8 47 7.1 3.9
Beam 3 345 31.6 53 9.9 4.4
Beam 4 300 40.8 56 13.5 4.7
Table 3.1: PIAT parameters after the alumina/parylene coating, which include beam
length, resonant frequencies fr, and quality factors Q in air and in water.
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Electrode base
PIAT
Pt wire
(A)
(D)
Ground trace
Signal traces
Piezoelectric cantilevers
500 𝝁m
Beam 1
Beam 2
Beam 3
Beam 4
Portion of probe 
implanted
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Parylene
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AlN
Al2O3
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Top electrode
Middle electrode
Bottom electrode
Multilayer Cantilever Beam
Figure 3.3: The designed and fabricated PIAT. (A) A 3D drawing of the PIAT, which
consists of four piezoelectric cantilevers with variable lengths on a silicon
shank. (B) A cross-section view of the multilayer cantilever beam. (C) A
micrograph of the implantable portion of a fabricated probe. (D) A fab-
ricated PIAT bonded with Pt wires and an electrode base (percutaneous
connector).
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3.2.2 Benchtop Actuation Testing
In order to verify the device functionality and determine the input-output char-
acteristics, the PIAT probes were tested on the benchtop both in air and in water.
In the actuation testing, the vibration of the beams in the PIAT was measured when
the PIAT was actuated with voltage. The testing results are shown in Figure 3.4A
and Figure 3.4B. The measured resonance frequency (fr) and quality factor Q (where
the Q = fr
∆f
), and ∆f is the full width at half maximum) of the cantilevers, in air
and water, are summarized in Table 3.1.
In Figure 3.4A, the in-air displacement of the tip of each beam, in response to
voltage input and as a function of frequency, is plotted, showing clear peaks at each of
the beam resonances. Before the parylene/alumina coating was applied (upper panel
in Figure 3.4A), resonance frequencies of 18.9, 23.7, 31.5, and 41.0 kHz were measured
in air, and the maximum tip displacements ranged from 1-4 µm at resonance. The
frequency response of the beams coated with ALD alumina and parylene C is shown in
the lower panel. After the coating, the peak displacements were reduced to 0.4-1 µm
and the measured resonances shifted about 2%. This small change in the resonance
was due to the balancing of the added mass-loading effect of the compliant parylene
coating and the stiffening caused by the ALD alumina coating. The stiffening effect
was mainly due to the residual stress (with very high residual stresses for thin layers)
[91, 92, 93, 94].
The frequency responses of the electrically excited beams submerged in water are
shown in Figure 3.4B. The measured frequency responses without the alumina/parylene
coating are shown in the upper panel, and the fluid-loaded resonance frequencies are
shown in the lower panel. The resonance frequencies (shown in Table 3.1) were re-
duced to approximately 65-75% of the in air values, and the Q (shown in Table 3.1)
was decreased significantly. The largest peak displacement at resonance was reduced
to 0.2 µm underwater. The low frequency displacement of each beam, however, was
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(A) (B)
Figure 3.4: Benchtop actuation tests. (A) Actuation test in air. The beam tip dis-
placement in air in response to voltage actuation (|D/V|) before (upper)
and after (lower) alumina/parylene coating. (B) Actuation test in wa-
ter. The beam tip displacement in water in response to voltage actuation
before (upper) and after (lower) alumina/parylene coating.
unchanged from the in-air value. After the alumina/parylene coating was applied, as
shown in the lower panel in Figure 3.4B, the resonances increased as much as 31%
in water. When the PIAT was submerged in water, the mass-loading effect of the
water dominated over that of the parylene coating, resulting in little change to the
mass-loading of the system, whereas the stiffening was significantly increased by the
addition of the ALD alumina coating, resulting in an increased resonant frequency in
water.
3.2.3 Benchtop Sensing Testing
The benchtop sensing testing was conducted after the actuation testing to further
confirm the device functionality as a sensor. The piezoelectric voltage output from the
PIAT was measured when the PIAT was excited by acoustic signals both in air and in
water. The results are shown in Figure 3.5A and Figure 3.5B. In-air acoustic sensing
tests were conducted after the alumina/parylene coating was applied, as detailed in
37
(A) (B)
Figure 3.5: Benchtop sensing tests. (A) Sensing test in air. The upper panel shows
the voltage output from the PIAT (blue line with units on the left axis),
the device noise floor (cyan line with units on the left axis), and the
acoustic pressure measured by microphone (red line with units on the
right axis). The middle panel shows the transfer function (|V/P|) of the
measured voltage from the PIAT and the measured pressure from the
microphone. The resonances of the beams in air from actuation tests are
shown as black triangles for comparison. The phase plot in the lower
panel shows the phase difference between the speaker-driving voltage and
the measured signal by the PIAT (blue line) or microphone (red line). (B)
Sensing test in water. The upper panel shows the voltage output from the
PIAT (blue line with units on the left axis), the device noise floor (cyan
line with units on the left axis), and the acoustic pressure measured by
hydrophone (red line with units on the right axis). The middle panel
shows the transfer function of the measured voltage from the PIAT and
the measured pressure from the hydrophone. The resonances of the beams
in water from actuation tests are shown as black triangles for comparison.
The phase plot in the lower panel shows the phase difference between the
speaker driving voltage and the measured signal by the PIAT (blue line)
or hydrophone (red line).
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the Methods. The piezoelectric voltage output in response to pure tone pressure
excitation in air for frequencies from ranging 10-50 kHz is shown in Figure 3.5A. The
upper panel in Figure 3.5A shows the piezoelectric voltage output from PIAT (blue
line) and the device noise floor (cyan line) with the axis and label on the left. The
measured voltage was clearly above the noise floor with a signal to noise ratio (SNR)
of at least 35 dB. The acoustic pressure measured by microphone (red line) is also
shown with axis and label on the right. The transfer function between the measured
voltage output from the PIAT and the pressure from the microphone is shown in
the middle panel of Figure 3.5A. The frequencies of the amplitude peaks matched
well with the voltage actuated resonances (shown as black triangles). The voltage
minima between the resonance frequencies were due to the out-of-phase summation
of currents generated by higher and lower frequency modes of adjacent beams. The
lower panel shows the phase of the voltage from the pressure sensor (for either the
PIAT or the microphone) relative to the drive voltage sent to the speaker (note that
this is not the phase of the sensitivity). This phase was dominated by the acoustic
delay from the speaker to the sensor. We used the slope of the phase to determine a
delay of 1.14 ± 0.002 ms as measured by the PIAT and 1.19 ± 0.003 ms as measured
by microphone. These delays corresponded to distances of 0.39 ± 0.0007 m and 0.41
± 0.001 m for sound travelling in air as measured by microphone and the PIAT,
respectively. Because the delay of the PIAT output corresponded to the appropriate
acoustic delay and the resonant amplitudes match the driven resonant frequencies of
the probe, we are confident that the response was not contaminated with cross talk
from the drive signal to the loudspeaker.
Sensing in water was tested for frequencies ranging from 3.5-20 kHz with the
results shown in Figure 3.5B. Just like Fig.2C, the upper panel shows the voltage
output from the PIAT (blue line) and the device noise floor (cyan line) with their
axis on the left, as well as the acoustic pressure measured by hydrophone (red line)
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with the axis on the right. The measured voltage was at least 15 times higher than the
noise floor (SNR was at least 23 dB). Unlike sensing in air, both the voltage response
and pressure response show large fluctuations through the measured frequency range,
because of the reflections of the water tank. The fine-structure peaks in the voltage
response (blue) align very well with the peaks in the pressure response (red) because
the hydrophone was replaced at the same location as the PIAT. The middle panel
shows the transfer function of the measured voltage from the PIAT and the measured
pressure from hydrophone. Compared to sensing in air in Figure 3.5A, the transfer
function amplitude peaks due to beam resonances were less prominent because of
the damping of the fluid (as seen in Figure 3.4B) and the reflection of the water
tank (as seen in the upper panel in Figure 3.5B). However, the peaks around 5.6
kHz and 7.1 kHz were observed, which corresponded to the fluid-loaded resonances
of Beams 1 and 2 measured under direct electrical stimulation (the voltage-actuated
resonances are shown as black triangles). The peaks corresponding to the resonances
of Beams 3 and 4 were less pronounced, because the beams were located closer to the
air-water interface where acoustic pressure was smaller. We confirmed this by moving
the probe 1 cm closer to the water surface and found that the PIAT voltage output
was reduced by 50%. The sensor phase relative to the driving voltage (for the PIAT
or hydrophone) is shown in the lower panel. In the 8-20 kHz range, a delay of 0.62 ±
0.03 ms was measured by the PIAT and a 0.64 ± 0.02 ms delay was measured by the
hydrophone. The difference in the delays were within the measurement accuracy.
3.2.4 In Vivo Response
The PIAT was implanted in the cochlea of the anesthetized guinea pig, as de-
scribed in the Methods. After the implantation surgery, the transducer impedance
was measured (as described in the Methods) and compared to the impedance mea-
sured before the surgery, in order to check the electrical integrity of the device. A
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parasitic parallel capacitance Cp = 3 pF was measured in addition to the device ca-
pacitance Cd = 38 pF. The parasitic parallel resistance Rp decreased from 81 MΩ to
10 MΩ. This change in impedance decreased the device sensitivity by no more than
10%. These results indicate the PIAT was successfully implanted with some minor
compromise on the device performance.
After confirming the device was properly implanted and functioning, the in vivo
voltage response was measured. The pure tone acoustic excitation was applied in the
ear. The acoustic signal traveled through the ear drum and the middle ear to the
cochlea, where the PIAT was implanted. The voltage output of the implanted PIAT
in response to external acoustic excitation was measured, as shown in Figure 3.6A.
The external acoustic excitation spanned from 1-14 kHz and ranged from 80-95 dB
sound pressure level (SPL) with a 5 dB difference of each step. The voltage output of
the PIAT in response to the 80-95 dB SPL input was linear to input pressure, because
the active processes responsible for cochlear nonlinearity were rendered inoperable or
certainly made less efficient by the invasive nature of this surgery [95]. Besides, the
input-output relations of the cochlea to a pure tone at relatively high SPL were also
typically nearly linear [95]. Voltage outputs of 1.3-79.7 µV from the PIAT with an
SNR that varied from 17 dB to 70 dB were measured in response to a 95 dB SPL input
stimuli over frequencies of 1-14 kHz. The PIAT showed a higher response around 2-
9 kHz, near to the fluid-loaded resonances of Beams 1 and 2. The phase showed
an accumulation consistent with the delay associated with the travel time from the
speaker to the cochlea, as shown in the lower panel of Figure 3.6A, which indicated
that the signal collected was not noise or crosstalk (e.g., crosstalk would typically have
a constant phase value). The voltages of 1.3-79.7 µV in response to the 95 dB SPL
input (or 1.2-70.9 µV/Pa) measured in vivo in the cochlea were much higher than
0.05-12.6 µV/Pa as measured outside the cochlea in a water tank to an excitation
with the same acoustic pressure level. (The in vivo results were compared to sensing
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Figure 3.6: In vivo testing results. (A) The in vivo frequency response with different
SPL inputs, in vivo noise and intrinsic PIAT noise floor measured in a
closed sound attenuating chamber. A 0.32 ms delay, derived from the
phase slope, agrees with the acoustic delay from the speaker to the PIAT.
(B) A picture showing the location of the PIAT probe placed inside the
guinea pig cochlea. (C) A picture showing the four beams after dissecting
the cochlea in post mortem analysis (into the paper refers to the down-
ward direction). (D) Comparison of in-air actuation transfer functions for
Beams 1 and 2 before implantation surgery and after retrieval from the
cochlea. (|D/V|means the amplitude of the measured displacement/input
voltage)
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in water because the scala tympani was filled with watery fluid perilymph). This gain
(∼15-40 dB) was due to the acoustic environment inside the cochlea being different
than the water tank. More importantly, a higher output in vivo was expected since
the middle ear gain measured in rodents previously was found to be as high as 38 dB
inside the living cochlea of a guinea pig [23] or 10-50 dB pressure for a gerbil [21, 22].
The measured in vivo voltages were also compared to the noise levels of the sensor
system and experimental test configuration. The in vivo noise was measured by
recording the lock-in amplifier output from the implanted PIAT with no input to the
speaker. The in vivo noise was due to the combination of electric noise of the testing
system, intrinsic device noise, the cochlear ambient environment, and the amplifier
noise. As seen in Figure 3.6A, the in vivo noise level was below the sensed signal ( 0.2
µV in the 2-10 kHz range, and around 0.3 µV in the 10-14 kHz range, with 80 dB SPL
input). The intrinsic PIAT noise floor was measured in a sound isolation chamber
prior to the surgery. The intrinsic device noise floor was the even smaller than in vivo
noise and was 0.03-0.04 µV in the 1-14 kHz range as shown in Figure 3.6A. Overall,
all measured voltages were clearly greater than any noise in the system.
After the in vivo sensing tests, the guinea pig was sacrificed, and the cochlea was
dissected to examine the condition of the PIAT. Then, the PIAT was retrieved from
the cochlea. Cochlea dissection was a highly destructive procedure. Remarkably,
the excised PIAT was still partially functioning as a transducer with Beams 1 and
2 operational, as confirmed by ex vivo in-air voltage actuation tests, demonstrating
the robustness of this sensor design. In Figure 3.6B, the tip displacement of the
excised probe in response to voltage excitation (as in Figure 3.4A) is presented and
compared to the results prior to implantation. Ex vivo actuation responses indicated
that Beam 2 was still fully functional, while the resonant frequency of Beam 1 was
shifted to a higher frequency. After pulling the PIAT out from the guinea pig, Beam
1 was slightly bent and was found partially covered with tissue at the base of the
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cantilever, which was likely the cause for the resonance shift. Beams 3 and 4 were
still attached but not functional. Figure 3.6C and Figure 3.6D reveal more details on
the post mortem analysis and the retrieved device. In Figure 3.6C, the location of the
implanted probe during the cochlear dissection is shown. Figure 3.6D illustrates the
condition of the PIAT right after the cochlea dissection. In Figure 3.6D, it shows that
Beams 1 and 2 were intact while Beams 3 and 4 were significantly bent. Beam 4 was
found buried in the muscle plug used to seal the cochleostomy. The ex vivo test and
post mortem analysis revealed that Beam 1 and 2 were certainly operational during
the entire in vivo test. This is in line with the elevated measured voltage response
near the resonances of Beams 1 and 2. It is, however, unclear when Beams 3 and 4
were damaged.
We considered the possibility that the CM could potentially contaminate the
measured in vivo voltage, but further measurements indicated the PIAT was not
affected by the CM. Fridberger et al.[90] found that the electrical potential in the
organ of Corti in the base of a very healthy animal could be as high as around 1 mV
(7-22 kHz) in response to a 80 dB input stimulus. Our CM levels should be lower
because of the damage to the cochlea from the implant surgery (Auditory Brainstem
Responses confirmed the hearing threshold was elevated, as shown in Supplementary
Materials). To test for CM contamination, we performed in vitro experiments and
tested the response of the PIAT when a pure tone sinusoidal signal of 1 mV (1-10
kHz) was applied to an electrode submerged in a saline-filled dish 5 cm away from the
PIAT. The output from the PIAT was recorded using the same lock-in amplifier as in
the in vivo experiments. The largest signal detected due to this contamination signal
was 0.3 µV, which was near the in vivo noise level ( 0.2 µV in the 1-10 kHz frequency
range), but below the sensed signals (2.8-79.7 µV in the 1-10 kHz frequency range).
Therefore, the sensed signal was unaffected by the CM.
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3.2.5 Additional In Vivo Tests
In additional to the in vivo test presented above, three other tests were conducted.
These four probes were labeled as Probe 1, 2, 3, and 4 based on the implantation dates.
Just like the one that was demonstrated above (Probe 3), the functionality of the
PIAT probes were tested in the benchtop via actuation tests before the implantation.
While implanted in the living cochleae of guinea pigs, the in vivo sensed voltage
readouts from PIATs were recorded in response to acoustic stimuli. The output
voltages recorded from all four in vivo experiments were normalized to the levels
expected due to the 110 dB SPL excitation and reported in the Figure 3.2.5. These
four probes have different geometries, resonance frequencies, and in vivo impedance as
noted in Table 3.2. Therefore, these probes were expected to have different responses
in vivo. Generally, a lower parallel parasitic capacitance and a higher parallel parasitic
resistance would produce a higher sensitivity. With such a trend, we would expect the
test presented above (Probe 3) to have the highest overall response in Probe 1 to have
the lowest. The measured in vivo frequency responses follow the expectation. The
acoustic delay derived from phase slope all agrees with the acoustic delay from speaker
to the PIAT. Probe 1 is from a pilot study [57] and does not show prominent peaks.
Probe 2 has peaks between 8-14 kHz and 15-18 kHz, corresponding to the underwater
resonance frequencies of Beams 1, 3, and 4. As reported in the previous sections in
detail, Probe 3 has peaks between 1-9 kHz, corresponding to the underwater resonance
frequencies of Beams 1 and 2. Probe 4 has peaks between 11-14 kHz and 15-20 kHz,
corresponding to the underwater resonant frequencies of Beams 1 and 2.
The detailed tests of the Probe 1 is reported in [57]. Like Probe 3 reported
previously, Probe 2 and Probe 4 have four 0.7 µm + 1.5 µm AlN bimorph cantilevers
with the coating conditions detailed in Table 3.2. The in-air and in-water benchtop
actuation tests and in vivo tests of the Probe 2 are shown in Figure 3.2.5. The
animal used for Probe 2 was not deafened and the Probe 2 was implanted in the left
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In-water resonances In vivo device and parasitic Coating condition
fr (kHz) impedance @ 1kHz
Probe 1 24, 25, 30, 36 Cd=40 pF, Cp=110 pF, Rp =0.1 MΩ Not coated
Probe 2 16, 19, 22, 25 Cd=28 pF, Cp=72 pF, Rp =2 MΩ 2 µm parylene, 50nm Al2O3
Probe 3 6, 7, 10, 14 Cd=38 pF, Cp=3 pF, Rp=10 MΩ 2 µm parylene, 50nm Al2O3
Probe 4 12, 14, 16, 18 Cd=28 pF, Cp=100 pF, Rp=3 MΩ 1 µm parylene, no Al2O3
Table 3.2: PIAT probes parameters for all four in vivo experiments, including in-
water resonant frequencies, in vivo device impedance measured at 1 kHz,
and water-proof coating condition.
Figure 3.7: All four in vivo frequency responses with input normalized to 110 dB
SPL. Each response is above the measurement noise of the experiment.
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Figure 3.8: Additional in vivo testing results (Probe 2) (A) In air actuation testing.
(B) In water actuation testing. (C) In vivo sensing response with 70 100
dB SPL external acoustic input.
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Figure 3.9: Additional in vivo testing results (Probe 4). (A) In air actuation testing.
(B) In water actuation testing. (C) In vivo sensing response with 90 100
dB SPL external acoustic input.
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ear. The voltage readouts in response to 70-100 dB SPL were recorded and shown in
Figure 3.2.5C. The in-air and in-water benchtop actuation tests and in vivo tests of
the Probe 4 are shown in Figure 3.2.5. For Probe 4, a combination of furosemide and
kanamycin was used to deafen both ears and a PIAT was implanted in the left ear
8 days later. The voltage readouts in response to 90-100 dB SPL were recorded and
shown in Figure 3.2.5C. For this Probe 4, a 50 µm diameter Pt wire was attached
to the Probe and anchored at the tip of the probe with conductive epoxy, forming
a electrode. After the in vivo sensing tests, While still implanted in the cochlea, a
monophasic 25 µs single pulse stimuli with varying current amplitude was sent to
the Electrode through a Pt wire attached to the Probe 4. The electrically evoked
auditory brain stem response (EABR) was recorded. The EABR threshold (defined
as the lowest level at which there was a repeatable positive (P) wave with a P-N
difference of 0.25 µA) of 220 µA was recognized. It shows that we can incorporate
the stimulating electrode with the sound sensor all inside a living cochlea. This is
presented in [75]. In the future, we can use the sensed signal to stimulating the nerve
directly all in vivo.
3.3 Discussion
We have shown that a fully implantable PIAT that has the capability to read
out the voltage in a living cochlea in response to external acoustic excitation can be
fabricated using MEMS technology. Because the intracochlear pressure signals are
expected to be higher than those outside the ear [21, 22, 23] and certainly higher than
those reaching a subcutaneous microphone, the PIAT has the potential to improve
a fully implantable cochlear implant. We found that the transfer function between
the applied ear canal acoustic pressure and the voltage output from the PIAT mea-
sured in the living cochlea fell in the range 1.2-71.0 µV/Pa (computed from results
presented in Figure 3.6D) while the PIAT voltage to pressure ratio measured during
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Figure 3.10: EABR testing for Probe 4. A monophasic 25 µs single pulse stimuli
with varying current amplitude was sent to the Electrode through a Pt
wire attached to the Probe 4. The EABR was recorded. The EABR
threshold of 220 µA was recognized.
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the benchtop experiment ranged from 0.05-12.6 µV/Pa (from Figure 3.4B). This re-
sult indicates that the acoustic pressure inside the cochlea is higher than outside the
cochlea. This result is in line with previous measurements [21, 22, 23]. All recorded
in vivo voltage responses were above the noise and unaffected by the crosstalk from
the loudspeaker, electrical interference, or the cochlear microphonic. The ex vivo
actuation test confirmed that the PIAT probe was still partially functional after the
in vivo testing. This indicates the robustness of the PIAT in spite of the potentially
destructive surgeries. Taken as a whole, we successfully measured voltage readout
with the PIAT implanted in the living cochlea and have provided important steps
(for both manufacture and implantation) towards utilizing the intracochlear acoustic
signal for future fully implantable cochlear implant (FICI).
Potential uses for the technology developed in this paper include the use as a
sensor inside the cochlea. For patients with functioning middle ears, a PIAT could
eliminate the need for an external microphone as in a traditional CI. An internal sen-
sor would enhance the ease of use, improve the appearance, and leverage the ∼20 dB
increase in the intracochlear versus extracochlear pressure (depending on the PIAT
location and stimulus frequency [22, 96, 97]). Besides, subcutaneous microphones
tend to pick up more noises (such as users scratching their heads), compared to intra-
cochlear transducers. Because of these potential advantages, such an approach has
been proposed and pursued by other groups (e.g., Inaoka et al.[32], Jang et al.[37],
and Mukherjee et al.[98]). Because we have demonstrated the functionality of the
PIAT as an actuator in the actuation tests, another prosthetic application of this
technology includes the use of the piezoelectric MEMS transducer in reverse as a
receiver/actuator (intracochlear speaker) for a hearing aid or as a hybrid electro-
acoustic stimulator for a cochlear implant. Presently, the simulation is extracochlear,
either outside the tympanic membrane or in the middle ear [99, 100]. The piezoelec-
tric bimorph technology developed here (modified to improve its radiation efficiency)
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could be placed inside the cochlea to generate sound. Luo et al.[79, 80] recently de-
veloped an intracochlear PZT actuator that can evoke auditory brainstem response
by generating acoustic signals inside a cochlea, an exciting proof-of-concept for this
approach. Compared to Luo et al. design, the PIAT is lead-free, smaller, and pro-
duces a larger displacement. Finally, the PIAT can be used either as a sensor or as a
generator of sound for inner ear mechanics measurements for basic science study [22].
In actuator mode, these devices could be used to produce a well-defined, focal dis-
turbance inside the cochlea. Such a controlled source, in combination with cochlear
mechanics response measurement techniques (e.g., laser vibrometry, optical coherence
tomography [101, 102] or otoacoustic measurements [103]) could lead to a better un-
derstanding of the genesis of different types of otoacoustic emissions and their relation
to cochlear function. Other potential applications of this technology include sensing
and actuation for many biomedical applications such as cardiovascular and urologi-
cal diagnostic procedures, surgical procedures and monitoring of invasive treatments.
Moreover, the multi-resonant characteristics could also be used as a multi-resonant
microphone or hydrophone, or even a broadband sound silencer [81, 82].
Since the PIAT is completely implantable, it could improve issues traditional CI
have including high power consumption, as well as cosmetic and safety issues. In
addition, because the PIAT uses the MEMS techniques, which could enable mass
production, it would reduce costs [76]. The PIAT has the potential to provide a
better and more affordable front end of a completely implantable cochlear implant.
With a better design of the amplifier circuit and an optimization of the MEMS sen-
sor, potential improvements can still be made. In particular, acoustically shielding
the back of the plates should improve sensitivity significantly, especially in a fluid
environment. In the meantime, decreasing the distance to the amplifier would reduce
the parasitics. In addition, the rigid straight silicon backbone, which prevents deeper
insertion of the PIAT into the cochlea, could be made smaller and flexible. Future
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generations of these devices could resolve these issues. In addition, Zhao et al.[75]
incorporated an intracochlear electrode with the PIAT and elicited EABR in the
guinea pig. With a better PIAT, the sensed signal should be able to evoke the audi-
tory brainstem responses directly, thus achieving the completely implantable cochlear
prosthesis.
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CHAPTER IV
Ultraminiature Diaphragm Transducer Designed
for Intracochlear and Cadiovascular Applications
The AlN xylophone transducer described in the previous chapters works well as
multi-resonance sensors and actuators around their resonances. However, if we choose
to use it as a sensor, the sensitivity is significantly decreased in the low frequency
because the acoustic pressure diffracts around the cantilever and cancels out the
excitation. To solve this issue and improve the device performance, the ultraminiature
AlN diaphragm transducer with a back cavity is presented. The transducer consists
of a unimorph diaphragm with the electrode size optimized to achieve the MDP or
input referred noise (IRN), which is defined as IRN = 20log10(
MDP
20 µPa
). The back cavity
is encapsulated and filled with air at atmosphere pressure. In this way, there would
be no pressure cancellation due to diffraction to reduce the sensitivity. Compared to
the xylophone transducer or PIAT, the diaphragm transducer is even smaller, and at
the same time, they has a lower MDP. The transducer is designed to be able function
directly exposed to air or water based fluid. Because of these advantages, it can be
used as an intracochlear microphone, or cardiovascular dynamic pressure sensor.
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4.1 Existing miniature acoustic sensor
4.1.1 Intracochlear acoustic sensor
Recently, a PVDF based fully implantable intracochlear microphone [26] and an
intracochlear acoustic receiver developed using a implanted microtube coupled to a
MEMS microphone [25] provided promising paths to achieve fully implanted cochlear
implants. The xylophone transducer described in the previous chapters used AlN
as the sensing material, introducing a potentially better method to develop the im-
plantable sensors for the fully implantable cochlear implants. In this study, we develop
a diaphragm transducer backed with a air cavity to improve the sensitivity and lower
the IRN. The IRN and MDP are developed to be much smaller than the existing
intracochlear acoustic sensors [25, 26], while using a smaller diaphragm area.
4.1.2 Miniature piezoelectric acoustic sensors
Several piezoelectric diaphragm microphones or hydrophones have been developed
in the past [104, 105, 46, 106]. These sensors are optimized to achieve a high sensitivity
and low MDP. However, they are too large to be implanted. In this study, we are
using similar design concept. We are reducing the diaphragm areas and MEMS chip
size, while targeting to achieve similar and potentially smaller MDP. FEA model was
used to help with the design. Details of the design, modeling, and optimization are
discussed in the following section.
4.1.3 MEMS cardiovascular pressure sensors
Because the diaphragm sensor has high performance even in the low frequency, it
can also be used for cardiovascular applications. For cardiovascular applications, the
frequency of interests usually is less than 200 Hz, the pressure range is 6.7-24 kPa
(50-180 mmHg), and the pressure resolution is about 133 Pa (1 mmHg) [107]. These
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are different than hearing applications. Nonetheless, the design of the diaphragm
transducer is targeted to also meet these requirements. Cardiovascular pressure sen-
sors were developed using MEMS technologies in the past [43, 108, 109, 107, 110].
More recently, there are even some MEMS pressure sensors incorporated in heart
monitoring systems that have been clinical proven (like CardioMEMS (CardioMEMS
HF system, St. Jude Medical, USA)). Unlike most MEMS cardiovascular pressure
sensor that are capacitive, this diaphragm is piezoelectric. As discussed before, the
advantages include no DC bias required, can work directly exposed to fluid, and
low noise, which would provide an interesting different approach for cardiovascular
applications.
4.2 Design and Modeling
4.2.1 Design Figure of Merit
This diaphragm acoustic transducer consists of a deformable piezoelectric di-
aphragm, backed up by a cavity filled with air. We aim to achieve a low MDP
or IRN, while using a small area. Using the equivalent lumped-circuit model method
for the acoustic transducer [111, 61, 63], the MDP is described as below [63]
MDP2 =
( 1
Cad
+ 1
Cab
)
Φ2
· Ceb · 4kbT tanδ
ω
(4.1)
where Cad is the acoustical compliance of deformable structure, Cab is the acoustical
compliance of back cavity volume, Φ is the transformer ratio, Ceb is the device ca-
pacitance, kb is the Boltzmann constant, T is the temperature, tanδ is the dielectric
loss tangent of the piezoelectric material, and ω is the angular frequency. With the
coupling coefficient k2 = Φ2Cad
Ceb
and the ratio r defined as r = Cad
Cab
, Equation 4.1 can
be rearranged to be
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MDP2 =
4kbT tanδ(r + 1)
2
ωk2Cad
(4.2)
In Equation 4.2, kb, T , and tanδ are constants, and k only depends on dimension-
less geometric design and material properties [63]. Therefore, with a given acoustical
compliance of the deformable structure, MDP is the lowest when r is approaching 0
(Cab  Cad). This means the back cavity is either very compliant [104, 46, 112] or
vacuum sealed [106]. With the target size and material used in this study, Cab is ∼
100 times higher than Cad or more.
4.2.2 Design and Optimization
Figure 4.1 illustrates the concept of the diaphragm transducer. Figure 4.1A shows
the transducer consists of a diaphragm with an encapsulated back cavity filled with
air. The electrode pads next to the diaphragm are for external electrical access and
SiO2
Si
SiO2
Si
Axial symmetric
𝑟1
𝑟2
200 µm
Size: <= 700 µm · 600 µm · 500 µm
(A) (B)
Electrode pads
Diaphragm
Back cavity
Si substrate
Si3N4 (1.1 µm)
AlN (1 µm)
𝑟𝑡
Ti/Pt electrode
(Not to scale)
Figure 4.1: The diaphragm transducer design concept. (A) The 3D design shows the
transducer consists of a diaphragm and an encapsulated back cavity. (B)
The side view of the unimorph diaphragm, consisting of the AlN and
Si3N4. r1 is the radius of the inner circle, r1 is the inner radius of the
outer ring, and rt is the total radius.
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wire-bonding. The whole transducer has a size of less than 700·600·500 µm3 (or 0.21
mm3). When the acoustic pressure deflects the diaphragm, the piezoelectric voltages
created in the the center region and the outer ring region are in the opposite signs for
the first mode. To avoid the voltage canceling, the electrode must be broken in the
middle, forming an inner circle and an outer ring. The sizes of the electrode lengths
are optimized using a 2D axisymmetrical FEA model using COMSOL Multiphysics
to achieve the lowest MDP. The material properties are chosen from the COMSOL
material library [66], except d31= -2.51 pm/V from Xu et al. [106] The thicknesses
of AlN and Si3N4 are chosen to be 1 µm and 1.1 µm respectively to set the neutral
axis of this unimorph at the AlN/Si3N4 interface for maximum voltage output. The
side view of the diaphragm is shown in Figure 4.1B. Radius range in 100-275 µm for
both one-electrode design (only uses the outer ring region), and two-electrode design
(uses both the center and outer region with the polarity flipped) are designed using
the FEA model.
The larger the diaphragm diameter is, the lower the IRN of the senor is. But the
diaphragm is more susceptible to break due to external loading or AlN residual stress.
In this work, the diaphragm radius is set to be within 100-275 µm for a reasonable
SNR and also to make sure the diaphragm would not break due to residual stress or
normal external loading. Because the total radius rt is fixed, the best SNR can be
optimized by changing the radius of the inner circle r1, and outer ring radius r2. The
sensitivity is also calculated to make sure the level is within a reasonable range that
can be pick up by electronics. An example of the optimization calculation for the
sensitivity and the IRN with rt = 200 µm is shown in Figure 4.2.
FEA simulation suggests the outer ring is more efficient to produce a lower IRN
sensor than the inner circle. Therefore, a second design with only the outer ring is
also designed. By dropping the inner circle, the IRN would be increased by ∼5 dB,
and the sensitivity will be decreased by a factor of ∼2, as suggested by simulation
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rt
Sensitivity Input Referred Noise Electrode Configuration
Figure 4.2: An example of the optimization calculation for the sensitivity and IRN
for a rt = 200 µm transducer with two-electrode design.
results. However, the routing and waterproofing is easier, because the polarity does
not need to be flipped. An example of the optimization calculation of this design
with rt = 200 µm is shown in Figure 4.3.
With the same diaphragm area, one can design a single large diaphragm or several
smaller diaphragms connected in series or parallel. It has been show that having N
(N is the number of diaphragms) diaphragms (each has a MDP1) in parallel or series,
the MDPN = N
− 1
2 · MDP1 [61], while having one diaphragm AreaN = N· Area1,
Equation 4.2 indicates that MDP′N = N
− 3
2 · MDP1. Therefore, it is more efficient
to have one large diaphragm than having several smaller diaphragms connected in
parallel or series.
After the optimization, the frequency response of the transducer is calculated,
which would determine the sensitivity, IRN, and resonance frequency fr both in air
and in water. The complete specifications for these two designs are tabulated in Table
4.1 and Table 4.2. This design was also discussed in [112].
The residual stress in the AlN would impact the device performance and could
even potentially break the device. Therefore, it needs to be considered. FEA model
using COMSOL is built to study the residual stress’s effect on sensitivity and input
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Figure 4.3: An example of the optimization calculation for the sensitivity and IRN
for a rt = 200 µm transducer with one-electrode design.
Total radius rt r1 r2 Sensitivity MDP (100 Hz) MDP (1 kHz) fr in air fr in water
100 µm 57 µm 83 µm 53 (µV/Pa) 3.30 mPa 1.04 mPa 979 kHz 300 kHz
125 µm 70 µm 103 µm 58 (µV/Pa) 1.68 mPa 0.53 mPa 627 kHz 197 kHz
150 µm 80 µm 125 µm 120 (µV/Pa) 0.98 mPa 0.31 mPa 435 kHz 128 kHz
175 µm 95 µm 145 µm 160 (µV/Pa) 0.61 mPa 0.19 mPa 320 kHz 90 kHz
200 µm 110 µm 165 µm 205 (µV/Pa) 0.41 mPa 0.13 mPa 244 kHz 66 kHz
225 µm 125 µm 185 µm 267 (µV/Pa) 0.29 mPa 0.09 mPa 193 kHz 51 kHz
250 µm 140 µm 205 µm 322 (µV/Pa) 0.21 mPa 0.07 mPa 157 kHz 33 kHz
275 µm 115 µm 225 µm 396 (µV/Pa) 0.16 mPa 0.05 mPa 129 kHz 26 kHz
Table 4.1: Design specifications for the diaphragm transducer with two-electrode de-
sign.
Total radius rt r2 Sensitivity MDP (100 Hz) MDP (1 kHz) fr in air fr in water
100 µm 83 µm 24 (µV/Pa) 5.09 mPa 1.61 mPa 979 kHz 300 kHz
125 µm 103 µm 37 (µV/Pa) 2.59 mPa 0.82 mPa 627 kHz 197 kHz
150 µm 125 µm 56 (µV/Pa) 1.49 mPa 0.47 mPa 435 kHz 128 kHz
175 µm 145 µm 74 (µV/Pa) 0.94 mPa 0.30 mPa 320 kHz 90 kHz
200 µm 165 µm 98 (µV/Pa) 0.63 mPa 0.20 mPa 244 kHz 66 kHz
225 µm 185 µm 175 (µV/Pa) 0.44 mPa 0.14 mPa 193 kHz 51 kHz
250 µm 205 µm 150 (µV/Pa) 0.32 mPa 0.10 mPa 157 kHz 33 kHz
275 µm 225 µm 180 (µV/Pa) 0.24 mPa 0.08 mPa 129 kHz 26 kHz
Table 4.2: Design specifications for the diaphragm transducer with one-electrode de-
sign.
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(A) (B)
Figure 4.4: AlN residual stress’s effect on the (A) IRN and (B) the sensitivity. The
arrow indicates the trend of the increasing stress.
referred noise. As can be seen in Figure 4.4, with the residual stress increases, the
IRN increases and the sensitivity decreases. A ∼200 MPa residual stress would make
the device ∼ 10 dB worse.
4.3 Fabrication
The device was fabricated using the MEMS process summarized in Figure 4.5.
(A) It started with a 4 inch p-type Si (100) substrate coated with 2 µm of wet
thermal oxide. 15/50 nm Ti/Pt bottom electrode layer (Lab 18-2, Kurt J. Lesker
Company, USA) was deposited and patterned. Then, 1 µm AlN was deposited at
OEM Group Inc. (OEM Group Inc, USA). The wafer-level residual stress of the AlN
was measured and modeled to be ∼350 MPa. (B) A second 15/50 nm Ti/Pt electrode
layer (Lab 18-2, Kurt J. Lesker Company, USA) was deposited and patterned. A low
stress PECVD Si3N4 was then deposited at 200
◦C using GSI PECVD tool. The
vias to the middle and bottom electrode was etched using plasma etch (9400, LAM
Research Corporation, USA) for Si3N4, and a combination of a Cl-based dry etch
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Figure 4.5: MEMS fabrication process for the diaphragm transducer.
(9400, LAM Research Corporation, USA) and a heated (50 ◦C) KOH-based etch
(AZ 400K, Clariant, USA). (C) Finally, sputtered Cr/Au formed the electrode pads
for bonding. The back cavity defined using a through-wafer deep reactive ion etch
(DRIE) (STS Pegasus 4, SPTS Technologies Ltd., USA), followed by a plasma oxide
etch (glass etcher, SPTS Technologies Ltd., USA) to release the cantilevers.
The fabricated devices are shown in Figure 4.6. Once the devices were fabricated,
impedance was checked using LCR meter (E4980A, Agilent, USA). The transducer
was then mounted on a printed circuit board (PCB) with double-sided tape (3M,
scotch double sided tape, USA), followed by krazy glue (Krazy Glue, USA) to seal
the back cavity. Wire-bonding was performed at Protoconnect (Protoconnect LLC,
USA). Silicone was used to encapsulate the bond pads, wires, and bonding joints
to make the device waterproof. A picture of the wire-bonded, silicone-encapsulated
device is shown in Figure 4.7.
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(A) (B)
(C) (D)
Figure 4.6: Fabricated diaphragm transducers. (A) The ring design (one electrode)
transducer on a individual MEMS die (size < 700·600·500 µm3). (B)
The flipped-polarity design (two electrodes) transducer on a individual
MEMS die (size < 700·600·500 µm3). (C) Four ring design transducers
on a MEMS die (size = 1200·1200·500 µm3). (D) Four flipped-polarity
design transducers on a MEMS die (size = 1200·1200·500 µm3).
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Figure 4.7: The fabricated diaphragm ring design transducer before and after the
silicone encapsulation. The transducer has a radius of 175 µm on a indi-
vidual MEMS die (size = 400·500·500 µm3) was wire-bonded on a PCB.
The bond pads (150·100 µm2) and wires were encapsulated with silicone,
and the diaphragm was exposed.
4.4 In-air and in-water actuation test
To demonstrate the functionality of the transducer, a ring design transducer with
a radius of 175 µm on a individual MEMS die (size = 400·500·500 µm3) was tested.
Once the transducer was wire-bonded, the actuation tests were performed using the
methods detailed in the previous chapters. In short, the voltage was applied at the
pads on the PCB using a probe station (LA-150 DC, Semiprobe, USA) with a go-
niometer (123-2890, Optosigma, France) to adjust the reflectiveness. A laser Doppler
vibrometer (LDV; OFV-303, Polytec, USA) was used to measure the vibration at
the center of the diaphragm. A pure tone sinusoidal 1 V signal was sent to the di-
aphragm transducer, with the frequency swept through 300-600 kHz to find the in-air
resonances of the transducer. Then, a frequency response of the diaphragm vibration
was measured by playing a 1 V chirp signal in 1-200 kHz. A drop of water was applied
on the transducer for the in-water frequency response.
To fully understand the frequency behavior of the device, a FEA model was built
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Figure 4.8: The FEA model geometry for the diaphragm transducer in air/water.
to analyze the actuation tests both in air and in water, using the methods detailed
in the previous chapters. Figure 4.8 shows the geometry of the FEA model for this
diaphragm transducer.
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(A) (B)
Figure 4.9: Diaphragm transducer actuation results. (A) Modeled and measured fre-
quency sweep of the transducer in air in 300-600 kHz. (B) Modeled and
measured frequency response of the transducer both in air and in water
in 1-200 kHz.
The modeled and measured actuation results are shown in Figure 4.9. The mod-
eling parameters d31 and residual stress of the AlN film was adjusted to compare with
the measured in-air frequency sweep results reported in Figure 4.9A. With a d31 =
-0.75 pm/V and a residual stress of 255 MPa, the modeling results and measured
frequency sweep show a good match. The d31 was on the relatively low because of the
low film quality. The modeling residual stress (255 MPa) is similar to the measured
wafer-level residual stress (∼350 MPa), and the difference is understandable, because
the local residual stress varies through the wafer. A small fluctuation around 343 kHz
showed on both the measured and modeled results. This fluctuation was from the
acoustic resonance of the back cavity, which indicated a good acoustic seal. Figure
4.9B shows the modeled and measured actuation frequency response both in air and
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in water. In the FEA model, the diaphragm transducer parameters were kept the
same, and only the acoustic properties were changed, based on the surrounding fluid
media (air or water). The modeled results and measured results match very well for
both the low frequency response (0.36 nm/V), and the in-water resonance frequency
(133 kHz).
4.5 In-air sensing test
After verifying the transducer functionality using actuation results, sensing tests
were conducted. An amplifier circuit was soldered on the PCB to buffer and am-
plify the signals using the JFET (2SK3372, Panasonic, Japan) and the operational
amplifier (AD8655, Analog Devices Inc., USA). The amplification gain (42.25) was
normalized and factored out for all the measurement and calculation reported in this
study. Because the transducer had a higher noise in the low frequency range, in other
words the transducer had a worse performance in low frequency range, this sensing
test chose to focus on this low frequency bandwidth (10-1000 Hz) to demonstrate the
functionality.
In-air sensing test was conducted by play the chirp acoustic excitation using a
woofer (4” woofer 40-1022B, Radio Shack, USA) coupled to a one end of a 12 inch
long (304.8 mm) PVC tube with closed end condition. The tube had an inner diameter
of 2 inch (50.8 mm). A cap was 3D-printed to create a closed end boundary condition
to boost the SPL output in the low frequency range. The cap had a hole for the
reference microphone (2520, Larson Davis, USA), and a slot for the transducer on
the PCB. The in-air sensing test setup was shown in Figure 4.10.
The modeled and measured in-air sensing testing results are shown in Figure
4.11. Figure 4.11A shows the frequency response (the transfer function between the
MEMS transducer voltage output and the reference microphone pressure output).
The measured sensitivity shows a flat sensitivity of -111 dBV/Pa (2.78 µV/Pa) in
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Figure 4.10: In-air sensing test setup.
(A) (B)
Figure 4.11: Modeled and measured sensing tests. (A) The frequency response of the
MEMS transducer. The modeled sensitivity is -111 dBV/Pa (or 2.78
µV/Pa). (B) The measured MEMS transducer voltage output (blue),
and the reference microphone pressure (red).
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Figure 4.12: In-air linearity test at 1kHz.
10-1000 Hz, and it shows a great match with the modeling expectation within 1 dB.
Figure 4.11B shows as measured voltage response (blue, left axis) from the MEMS
transducer and the pressure response (red, right axis) from the MEMS reference
microphone in this speaker/tube system.
In-air linearity test was conducted (Figure 4.12) by changing the input speaker
voltage at 1 kHz to create different SPL input to the diaphragm transducer. The
results showed a good linearity within 14-630 Pa. A slope of 2.76 µV/Pa with high
R2 = 0.998 was obtained by the linear curve fitting, which agrees with the sensitivity
as measured from frequency response within an error of 1%.
4.6 In-water sensing test
Sensing test in water was conducted using a vibrating column of water method
described in [113]. A 3 mL syringe (3mL Global Easy Glide Disposable Syringe,
Dispense All, USA) was cut using a band saw, and glued on the PCB to create a
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Figure 4.13: In-water sensing test setup.
column of water. Then the PCB was mounted on a aluminum cube coupled to a
shaker. Aluminum foil was used to cover the shaker to shield the electromagnetic
interference. LDV was used to measure the vibration of the PCB to calculate the
pressure excitation on the transducer diaphragm. Figure 4.13 shows the in-water
sensing setup.
Pressure excitation at the transducer was calculated using the equation ph =
ρhx¨ sin(ωh/c)
(ωh/c)cos(ωl/c)
[113], where ph is the pressure at the transducer, ρ is the density of
the water, h is the distance from the water surface to the transducer, l is the total
water column height, x¨ is the acceleration of the transducer (measured by LDV), and
c is the sound speed in water.
The modeled and measured in-water sensing tests are shown in Figure 4.14. Both
measured and modeled in-water sensitivity was the same as the in-air sensitivity even
down to an ultra low frequency (10 Hz). It should be noted that the 10 Hz was
limited by the testing setup (the shaker), not the diaphragm transducer. In reality,
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(A) (B)
Figure 4.14: In-water sensing test. (A) Frequency response of the MEMS transducer.
The modeled sensitivity is the same as in-air sensitivity (-111 dBV/Pa
or 2.78 µV/Pa). (B) MEMS transducer voltage output (blue) and esti-
mated pressure using LDV (red).
the transducer should work even below 10 Hz. The measured sensitivity match the
modeling expectation very well for in air and in water in 10-1000 Hz. Higher than
1000 Hz in water, the slow wave in the syringe-water coupled structure started to
affect the calibration. Around 200 Hz in in-water sensing, there was a resonance
which was caused by the cantilevered syringe resonance, leaving an calibration error
of ∼3 dB.
In-water linearity test at 1kHz was conducted and shown in Figure 4.15. The
results showed a good linearity (slope of 2.89 µV/Pa with high R2 = 0.999) within
57-9382 Pa. This pressure range is limited by the output of the shaker and not the
dynamic range of the MEMS transducer. Simulation results suggests the diaphragm
transducer will be not break within 200 kPa excitation even with a 255 MPa residual
stress.
71
101 102 103 104
Pressure (Pa)
10-4
10-3
10-2
10-1
Vo
lta
ge
 (V
)
y=2.89 10-6 x
R2=0.999
Figure 4.15: In-water linearity test at 1kHz.
4.7 Noise and FOM
The noise was measured by putting the transducer in a metal box (connected to
the ground) in the acoustic chamber. The noise spectrum was measured and plotted
in Figure 4.16A. The expected tanδ noise was calculated and plotted on the same
figure. The measured noise was higher than the expected noise, because the noise
was basically from the JFET and the op-amp. The MDP was calculated by dividing
the measured noise and the sensitivity, and is shown in Figure 4.16B. At 1 kHz, the
MDP is 0.75 mPa, and at 100 Hz, the MDP is 0.24 mPa.
To compare this transducer with other existing piezoelectric diaphragm transduc-
ers, a summary of the MDP at 100 Hz and the area of this transducer is shown in
Figure 4.17A. Compared to other transducers [104, 114, 46, 106], this work (red cross)
uses a much smaller diaphragm area to produce a slightly higher MDP at 100 Hz, due
to poor AlN film quality. With a better AlN film quality, the performance of the uni-
morph diaphragm ring design transducers can achieve the design limit (blue cross),
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(A) (B)
Figure 4.16: Measured and modeled noise spectrum. (A) Noise spectrum. (B) Mini-
mal detectable pressure.
(A) (B)
Figure 4.17: MDP and FOM for the piezoelectric diaphragm sensors, estimated at
100Hz. (A) MDP for the piezoelectric diaphragm sensors, estimated at
100 Hz. (B)Figure of Merit (FOM = 1
MDP·Area1.5 )
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calculated by FEA model under no residual stress, and a d31 = -2.51 pm/V from Xu
et al. [106]. The design limit follows a blue trend line, which is proportional to the
Diaphragm Area−1.5. This is because MDP is proportional to C
− 1
2
ad (from Equation
4.2), and Cad is proportional to Diaphragm Area
3. Hence, for a given design, MDP
should change proportional to Diaphragm Area−1.5. To compare transducers with
different diaphragm area fairly, we propose a FOM defined below.
FOM =
1
MDP · Area1.5 (4.3)
This FOM provides a useful evaluation metric, especially for the 2D MEMS design
when the planar area size requirement is more strict than the thickness of the back
cavity. A higher FOM indicates a better design as a sensor.
Figure 4.17 shows a summary of the MPD and the area of this transducer and other
existing piezoelectric diaphragm transducers. This work (red cross) is the diaphragm
transducer with a radius of 175 µm with 255 MPa residual stress and a low d31 =
-0.75 pm/V, demonstrated in this chapter. Blue crosses are the design limit of the
ring design (one electrode) under no residual stress, a normal d31 = -1.75 pm/V
and a tanδ = 0.2% discussed in Section 4.2. Blue stars are the design limit of the
flipped-polarity (two electrodes) design limit. The design limit can be achieved by
depositing a better AlN film to reduce the residual stress and improve d31. Further
improvements can also be made on the design limit by increasing the d31 and lowering
tanδ. Compared to other low noise piezoelectric diaphragm transducers with larger
diaphragm areas, this one-electrode design transducer (radius of 175 µm with 255
MPa residual stress and a low d31 = -0.75 pm/V) shows a slightly higher minimal
detectable pressure at 100 Hz, as shown in Figure 4.17A. However, both one-electrode
and two-electrode design limit indicates a lower MDP, which could be easily achieved
with a better film quality and less residual stress. The FOM shown in Figure 4.17B
74
indicates that this 175 µm radius one-electrode design transducer already has a higher
FOM than other piezoelectric diaphragm transducers (Lee 2008 [104], Lee 2010 [114],
Williams 2012 [46], and Xu 2016 [106]). This is due to we are using AlN unimorph,
and AlN is a better sensing material than PZT or ZnO [61]. Xu et al. [106] have
similar design using AlN, but our design is better for the following reasons. First, our
diaphragm is thinner, which has a larger structural compliance with the same radius,
and hence a smaller MDP (MDP is proportional to C
− 1
2
ad ). Second, we are using a
single diaphragm, and Xu et al. is using 25 diaphragms in parallel. As discussed in
Section 4.2.2, compared to connecting 25 smaller diaphragms in parallel, it is more
efficient to have one larger diaphragm with the same total diaphragm area. Under the
same condition (same total diaphragm area, same piezoelectric parameters, and same
structural parameters), having one larger diaphragm would produce a MDP that is
only 4% of the MDP that would achieved by connecting 25 smaller diaphragms in
parallel.
4.8 Discussion
In this chapter, the design, fabrication, and testing of an ultraminiature diaphragm
transducer was demonstrated. The transducer works in air and in water with the
same sensitivity and for a wide frequency range. This transducer uses a small area to
achieve a very low noise floor. It has been demonstrated that this design has a better
FOM, compared to other piezoelectric diaphragm acoustic transducers. In addition,
this diaphragm sensor has a much smaller IRN while using a smaller diaphragm,
compared to the intracochlear acoustic sensors. It can be seen in Fig 4.18 that the
diaphragm transducer demonstrated in this section used a much smaller diaphragm
area to achieve a much lower IRN. This work provides a promising high performance
intracochlear acoustic transducer to make a better completely implantable cochlear
implant.
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Figure 4.18: IRN for the intracochlear acoustic sensors, estimated at 1 kHz.
The RMS noise in 0-1000 Hz of this diaphragm sensor is 1 Pa, even with the circuit
noise in the low frequency range. This noise is lower than the pressure resolution of
the existing cardiovascular pressure sensors reported [43, 108, 109, 107, 110]. This
sensor is expected to be functional up to at least ∼ 200 kPa. Therefore the dynamic
range is 1 - 200000 Pa, which is broader than the blood pressure dynamic range (∼
100-27000 kPa) [107]. Therefore, it could be implemented to a cardiovascular pressure
sensing unit to sense the dynamic blood pressure.
This transducer can also be used for other applications including Piezoelectric
Micromachined Ultrasonic Transducers (PMUT) [115], micro actuator[80], etc.
4.9 Conclusion
We have designed and fabricated a series of diaphragm transducers with one-
electrode and two-electrode designs and varying diaphragm and MEMS die sizes.
Also, systematic tests were conducted on a ring design transducer with a radius of
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175 µm on a individual MEMS die (size = 400·500·500 µm3), which verified the
design. The frequency bandwith is limited by its resonances (343 kHz acoustical
resonance in air, and 133 kHz underwater resonance in water). The sensitivity is
-111 dBV/Pa (2.78 µV/Pa) for both in air and in water. The IRN at 1 kHz of this
diaphragm transducer is 52 dB SPL, which is less than the existing intracochlear
acoustic sensors [25, 26] while using a smaller diaphragm area. The MDP at 100
Hz of this ring design 175 µm sensor is slightly higher than the existing piezoelectric
diaphragm acoustic sensors [104, 114, 46] due to high residual stress and low d31, but
improvements can be made to achieve a MDP lower than these sensors [104, 114, 46]
by having a better AlN film quality. The figure-of-merit MDP·Area1.5 of this work
is lower than other piezoelectric diaphragm acoustic sensors [104, 114, 46]. Due to
the small size, large frequency bandwith, low noise, and high dynamic range, this
sensor meet all the requirements for cardiovascular pressure sensing applications and
potentially other biomedical dynamic pressure sensing applications [107].
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CHAPTER V
Conclusions and Future Work
5.1 Summary
This thesis presents the ultraminiature acoustic transducers developed for biomed-
ical applications like hearing and cardiovascular applications. An FEA model is devel-
oped to design and understand the frequency behavior of the the acoustic transducers.
Two generations of devices are designed and fabricated. The first generation device
is a xylophone transducer with a flexible parylene-gold cable connection. Benchtop
actuation and sensing tests confirmed the functionality for both in air and in water.
The xylophone transducer is further coated with Al2O3 and parylene and implanted
in a living cochlea of a guinea pig to sense the local intracochlear acoustic pressure.
The second generation device is a diaphragm AlN unimorph with an encapsulated
back cavity. Details of the contributions are summarized as below.
5.2 Contributions
The contributions of this thesis are mainly aimed to developing ultraminiature
acoustic transducers for implantable hearing and cardiovascular devices. This thesis
presents a systematic way to design, model, fabricate and test the ultraminiature
piezoelectric acoustic transducers. Firstly, a full 3D FEA model was built to study
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and analyze the frequency behavior of the cantilever transducer both in air and in
water. Secondly, a two-wafer MEMS process was used to fabricate the xylophone
transducer with flexible cable connection. Thirdly, the in vivo test was conducted
with the transducer implanted inside a living guinea pig’s cochlea, which demon-
strated the functionality of using the transducer as a sensor for the fully implantable
cochlear implants. Finally, a second generation (ultraminiature diaphragm trans-
ducer) was designed, fabricated, and tested. Compared with the first generation
transducer, this diaphragm transducer had a much higher sensitivity, especially in
the low frequency range. Hence, cardiovascular applications, which focus more on
low frequency signals, were also investigated. This diaphragm transducer was smaller
than the xylophone transducer/PIAT and other existing piezoelectric diaphragm sen-
sors, more importantly, it was designed to have the smallest MDP. More details about
the contributions of this thesis have been summarized below.
1. Fabricated a xylophone transducer with flexible cable connection using a two-
wafer process
• The two-wafer process increased the yield and reduced the fabrication time
• The wire-epoxy bonding technique was developed to bond the transducer
and the flexible cable connection, which were fabricated separately
2. Developed an FEA model to study the frequency behavior for the piezoelectric
cantilever transducer in a viscous fluid media (air and water)
• The model can accurately predict the frequency response of the transducer
both in air and in water
3. Piezoelectric voltage output in response to external acoustic stimuli was mea-
sured with the PIAT implanted inside a living cochlea of a guinea pig
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• The measured voltage amplitude had clear peaks near the resonances under
fluid loading
• The voltage amplitude were linear regarding the input sound pressure level
• The phase indicated clear acoustic delay
4. The second generation devices (ultraminiature diaphragm transducers) were
designed, fabricated, and tested
• A 2D axial-symmetric FEA model was built to design the transducer
• The designed transducer was smaller in size, but it had higher sensitivity
and lower input referred noise compared to the first generation xylophone
transducer and other existing piezoelectric diaphragm transducers
• The application for cardiovascular sound sensor application was investi-
gated
• The diaphragm transducers were fabricated and tested
• The model and design were validated experimentally
5.3 Future Work
Further improvements on the transducer performance can be done by using a
AlN bimorph, instead of a unimorph. In this way, the MDP can be even lowered by
3 dB. A better quality AlN can be deposited to increase the d31 and decrease the
residual stress, which are the current major issues that limits the current batch, as
demonstrated in the previous chapter. In addition, scandium (Sc) can be doped in the
AlN to create AlScN film to even increase the piezoelectric coefficients [116]. Future
work should also be focusing on using this high performance diaphragm acoustic
transducer for a variety of applications. The application-specific integrated circuit
(ASIC) can be developed to buffer and amplify the signal. Some bonding or packaging
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Figure 5.1: Ultraminiature Acoustic Transducer Array on a fPCB.
might be necessary depending on the applications. Both acute and chronic in vivo
animal tests can be conducted.
An intracochlear microphone can be developed using this ultraminiature acoustic
transducer. An array of this ultraminiature transducers can be mounted and wire-
bonded on a flexible printed circuit board (fPCB), as shown in Figure 5.1 (A). The
ASIC can be implemented on the fPCB to buffer and amplify the sensed signals. This
fPCB is stiff enough to maintain its shape during insertion, and flexible enough to be
able to curve once it hits the constraint of the cochlea or blood vessel. Figure 5.1 (B)
shows an example of using this transducer array on a fPCB for use as a intracochlear
microphone while implanted in the scala tympani ST through a cochleaostomy.
A completely implantable cochlear implant (CICI) can be developed by printing
the intracochlear electrodes on this fPCB using biocompatible metal. In this way, the
intracochlear acoustic pressure can be sensed by ultraminiature acoustic transducer
array in the ST, and then the sensed electrical signals can be buffered and processed
through a processor outside the cochlea and send it back to the intracochlear elec-
trodes array on the fPCB. An intracardiac dynamic pressure sensor can be developed
by using the same principal as the intracochlear microphone. Silicone might be used
to coat the diaphragm to increase the robustness. Additional packaging can also be
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implemented to protect the electronics. After the packaging, in vivo test can be done
by using a dog model [44].
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